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Objective
This study aimed to preliminarily demonstrate the safety of using a novel surgical approach and investigate the biomechanical effects of different surgical approaches on the cervical spine.
Methods
A finite-element model of an intact C2–T1 cervical spine was established. Different posterior endoscopic cervical discectomy (PECD) surgical approach models were constructed based on the intact model. The T1 inferior end was fully fixed, and a 100-N compressive load was applied to the odontoid process to simulate the head weight. A 2.0 Nm moment was applied to the odontoid process in three anatomical planes to simulate flexion-extension, lateral bending toward the surgical side, and rotation toward the surgical side. The range of motion (ROM), C6 pedicle stress, C6 facet joint stress, and intervertebral disk stress were calculated under different loading conditions.
Results
The finite-element simulations revealed that 1. Conventional PECD resulted in ROM changes within 5%, while the novel approach led to ROM variations depending on the bone tunnel preparation and motion type, with a maximum increase of 7.4%. 2. The novel approach altered C6 pedicle stress, with peak stress reaching 66.6 MPa (5.4 times the normal maximum), whereas conventional PECD had negligible effects on pedicle stress. 3. Conventional l PECD increased facet joint stress by up to 10.2%, whereas the novel approach changed it within 6.6%. 4. Both approaches caused less than a 5% change in intervertebral disk pressure.
Conclusion
This study preliminarily demonstrates that the novel surgical approach is safe, with daily activity loads unlikely to cause fractures in the lateral mass or pedicle. Compared to the intact model, neither approach significantly affected the cervical ROM or disk pressure. Additionally, the novel approach had a lesser impact on facet joints, suggesting it may be a potentially advantageous option for PECD. Based on the pedicle stress and ROM changes, preserving the inferomedial quarter of the pedicle is beneficial, and minimizing structural disruption while effectively decompressing the nerve root should be prioritized.
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1 INTRODUCTION
Cervical spondylosis is a widespread health concern globally (Safiri et al., 2020). Epidemiological studies indicate that cervical radiculopathy (CR) predominates among patients seeking medical care in China (Baojian et al., 2022). While conservative management may alleviate symptoms in some CR cases, surgical intervention provides rapid symptomatic relief (Bono et al., 2011). For patients refractory to conservative treatments, surgery often remains the sole therapeutic option (Bono et al., 2011).
Regarding surgical approaches, substantial evidence confirms that posterior endoscopic cervical discectomy (PECD) is an effective treatment for CR, demonstrating comparable clinical efficacy to anterior cervical discectomy and fusion (ACDF) (Lv et al., 2022; Zhang et al., 2022; Ahn, 2023). However, the conventional PECD via Key-hole approach (PECD-KH) requires access through the “V-point” (the intersection of the superior/inferior lamina and facet joint (Zhong et al., 2022)) to establish the working tunnel. This technique inevitably causes iatrogenic damage to the facet joint, potentially leading to postoperative instability (Zdeblick et al., 1992; Chang et al., 2023). Studies report a 4.9% incidence of cervical instability following PECD-KH (Lee et al., 2017; Jagannathan et al., 2009).
To minimize facet joint disruption, our institution has pioneered several modified PECD techniques, including translaminar foraminotomy approach (Liu et al., 2019), “trench technique (Yu et al., 2019),” and lateral mass-based PECD (PECD-LM) (Chen et al., 2024). The PECD-LM approach initiates the bone tunnel within the cervical lateral mass, accessing the spinal canal by partial resection of the lateral mass and pedicle—preserving facet joint integrity (Chen et al., 2024). Although preliminary studies suggest PECD-LM is safe and effective (Chen et al., 2024), limited follow-up durations preclude the possibility of definitive conclusions about its long-term safety.
Finite-element analysis (FEA), a well-established biomechanical research tool (Karpiński et al., 2016; Sun et al., 2024; Lin et al., 2024; Moldovan et al., 2019), was employed in this study to (1) Simulate the biomechanical impact of different bone tunnel configurations. (2) Predict the safety profiles of respective surgical approaches.
2 MATERIALS AND METHODS
2.1 Construction of the C2–T1 finite-element baseline model
The validated cervical spine finite-element model (FEM) was adopted as the intact model (Wang et al., 2016; Wang et al., 2017) (M0, Figure 1). This model was derived from a “normal” 22-year-old female cadaveric specimen, encompassing the C2–T1 segments, and constructed following the methodology described by Wang et al. (2016). The finite-element modeling methodology has been comprehensively detailed in the works of Wang et al.; therefore, these technical aspects will not be redundantly addressed in the present study. For specific modeling parameters and implementation details, refer Wang et al. (2016). Material properties of all components are summarized in Table 1.
[image: Three-dimensional renderings of spinal vertebrae and intervertebral discs. On the left, a color-coded lateral view of the spine shows distinct vertebrae. On the right, two cross-sections of intervertebral discs display layered structures in red, yellow, and blue, demonstrating internal composition and curvature.]FIGURE 1 | Finite-element model of intact C2–T1 and components (MO).TABLE 1 | Material properties of model components.	Name	Element type	Material model	Material property	References
	Cancellous bone	C3D4	ISO elastic	E = 300 MPa μ = 0.3	Safiri et al. (2020)
	Cortical bone	C3D4	ISO elastic	E = 12000 MP μ = 0.3	Safiri et al. (2020)
	Cartilaginous end-plate	C3D8	ISO elastic	E = 23.8 MPa μ = 0.3	Baojian et al. (2022)
	Cartilage of joint	C3D8	ISO elastic	E = 23.8 MPa μ = 0.3	Baojian et al. (2022)
	Nucleus	C3D8H	Hyperelastic	C10 = 0.12, C01 = 0.09	Baojian et al. (2022)
	Annulus ground substance	C3D8H	Hyperelastic	C10 = 0.133, C01 = 0.0333, D=0.6	Bono et al. (2011), Lv et al. (2022)
	Annulus fiber	SpringA	Nonlinear spring	Stress–strain curve	Zhang et al. (2022), Ahn (2023), Baojian et al. (2022)
	Ligaments	SpringA	Nonlinear spring	Force–defection curve	Zhong et al. (2022), Zdeblick et al. (1992)


E, Young’s modulus; μ, Poisson’s ratio; Cij, D material constant; ISO elastic, isotropic.
2.2 Surgical modeling of the C5/6 segment
To simulate surgical bone tunnels, a 6-mm-diameter defect was created at the left C5/6 level, with tunnel origins at the C6 lateral mass for PECD-LM and the V-point for PECD-KH (Figure 2). Eight surgery models (M1–M8) were established: M1 (lateral mass approach with superomedial pedicle quadrant damage), M2 (inferomedial pedicle quadrant damage), M3 (medial half pedicle resection), M4 (superior half pedicle resection), M5 (inferior half pedicle resection), M6 (complete pedicle resection), M7 (lateral pedicle cortex preservation only), and M8 (a resection area of the facet joint less than 50%).
[image: Series of medical 3D renderings showing different spinal approaches labeled M1 to M8. Each image depicts a portion of the spine with color-coded annotations and arrows indicating specific areas. M1 to M5 illustrate lateral mass approaches, focusing on various quarters and halves of the structure. M6 and M7 highlight the pedicle, with M6 showing complete removal and M7 partial preservation. M8 illustrates a V-point approach. Annotations and arrows indicate precise areas of interest for each approach.]FIGURE 2 | Schematic diagram of the M1–M8 surgical model. (A1–A7) Schematic diagram of the bone defect on the lateral mass surface, the white arrow points to the bone tunnel. (B1–B5) Schematic diagram of the resected area of the pedicle, the dashed line divides the coronal plane of the pedicle into four parts, and the black arrow points to the portion of the pedicle that has been resected. (C1 and C2) Top view of the C6 vertebra; the red arrow points to the remaining pedicle. (D) Schematic diagram of the V-point approach with a resection of less than 50% of the facet joint.2.3 Loading and boundary conditions
The T1 inferior end was fully fixed, and a compressive load of 100 N—the maximum value reported in previous studies (e.g., 50 N (Du et al., 2024; He et al., 2021), 73.6 N (Lin et al., 2024), and 100 N (Wang et al., 2019; Li et al., 2024))—was applied to the apex of the dens to simulate the head weight, ensuring a rigorous safety assessment. Moments of 2.0 Nm (the highest among commonly used values such as 1.0 Nm (Lin et al., 2024), 1.5 Nm (Huang et al., 2023), and 2.0 Nm (Wang et al., 2016)) were applied to the dens in three anatomical planes to simulate flexion–extension, lateral bending toward the surgical side, and axial rotation toward the surgical side, further validating biomechanical safety under extreme conditions.
3 RESULTS
3.1 Validation of finite-element models
The intact model (M0) in this study had been previously validated in earlier research (Wang et al., 2016; Wang et al., 2017). Since the loading and boundary conditions differed from prior studies, we again compared the ROM values of each segment in the M0 model with those reported in the literature. The results demonstrated a strong agreement between the average ROM values in this study and those in existing publications (Wheeldon et al., 2006; Yoganandan et al., 2007; Yoganandan et al., 2008; Figure 3), confirming the reliability and accuracy of the M0 model.
[image: Three bar charts labeled A, B, and C compare values for EXP (blue) and FEM (orange) categories across different cervical spine segments. Chart A shows values ranging from -10 to 15, chart B from 0 to 12, and chart C from 0 to 9. Error bars indicate variability.]FIGURE 3 | Comparison of the ROM of the intact three-dimensional finite-element models of C2–T1 with the prior biomechanical studies. (A) ROM in flexion-extension. (B) ROM in lateral bending. (C) ROM in axial rotation.3.2 ROM changes across different movement modes
Compared to the intact model (M0), the ROM values in groups M1–M8 showed no significant changes during flexion, extension, or axial rotation. The maximum ROM variation was less than 1% in flexion, under 3% in extension, and within 5% in axial rotation (Figure 4). During lateral bending, the M8 model exhibited nearly no change relative to M0, while M1–M7 displayed the following characteristics: the C4/5 segment ROM remained almost unchanged, the C5/6 segment showed minor alterations, and the C6/7 segment demonstrated the most pronounced changes. At C6/7, most of the novel surgical approaches (except M1 and M4) significantly increased ROM, with the maximum change observed in M3 (0.33°, 7.4% increase). In contrast, M1 and M4 models exhibited changes of less than 3%.
[image: Eight bar charts illustrate changes in cervical spine movements across levels C4/5, C5/6, and C6/7, categorized by flexion, extension, lateral bending, and axial rotation for conditions M0 to M8. Each chart pair compares absolute movement with its respective change. Flexion and axial rotation changes are minimal, while lateral bending shows notable increases, especially at C6/7. Extension changes are observed at C5/6. Markers indicate varying extents of motion across all conditions.]FIGURE 4 | The ROM and △ROM for C4/5–C6/7 segment among different groups during various movements.3.3 Changes in C6 pedicle stress
The stress distribution in the C6 pedicle was notably influenced by surgical approaches (Figures 5A–D). The M8 model showed a minimal impact, with stress patterns closely resembling those of M0 across all motion modes. In the M6 model, complete pedicle resection altered the stress transmission path, leading to stress concentration in the ipsilateral transverse process—although peak stress did not exceed 45 MPa. In M1–M7 (excluding M6), pedicle stress increased substantially (peak stresses exceeding twice those of M0), with the most significant changes in M3, M5, and M7, and the least in M4. Among all motion modes, pedicle stress exceeded 60 MPa only during lateral bending, occurring in M3, M5, and M7.
[image: Contour plots illustrating stress components (Mises) on a bone structure across different conditions labeled M0 to M8. Each plot shows a color gradient from red to blue, indicating stress levels, with corresponding numerical values displayed. Contour plots displaying stress components marked by color variations (from blue to red), indicating stress levels on eight different vertebral models labeled M8, M4, M0, M5, M1, M6, M2, and M3. Each model shows distinct stress concentrations, with numeric values annotating specific points of interest. Grid of contour plots showcasing stress components (Mises) on a bone structure. Colors range from blue (low stress) to red (high stress). Each plot, labeled M0 to M8, displays varying stress distributions. Contour plots showing stress components (Mises) for eight different models labeled M0 to M7. Each model displays variations in stress distribution with a color gradient from blue (low stress) to red (high stress). Numerical values indicate specific stress points, such as 47.158 for M8 and 54.342 for M1.]FIGURE 5 | (A) C6 pedicle stress during flexion (MPa). (B) C6 pedicle stress during extension (MPa). (C) C6 pedicle stress during lateral bending (MPa). (D) C6 pedicle stress during axial rotation (MPa).3.4 Alterations in C6 facet joint stress
Figure 6 presents the C6 facet joint stress among different groups during various movements. All models exhibited varying degrees of facet joint stress alterations at C6. The M8 model demonstrated consistent stress increases across motion modes, particularly during extension where stresses increased by 0.33 MPa (10.7% increase). In M1–M7 models, facet joint stress changes were generally insignificant, except in M6 during axial rotation, where a 6.63% stress reduction was observed (the only instance >5% variation among these models).
[image: Two bar graphs compare facet joint stress and changes across different motions from M0 to M8. The left graph shows stress levels for extension, lateral bending, and axial rotation, with lateral bending consistently highest. The right graph illustrates stress changes, with axial rotation showing the most variability and generally negative values. Both graphs use different colors for each motion type.]FIGURE 6 | C6 facet joint stress and changes of the number.3.5 Intervertebral disk pressure (IDP)
Figure 7 presents the IDP of C5/6 among different groups during various movements. Across all motion modes, the maximum stresses in both the nucleus pulposus and annulus fibrosus of intervertebral disks demonstrated negligible changes (<5%) in surgical models M1–M8 compared to M0, indicating minimal biomechanical impact on disk loading characteristics.
[image: Bar chart titled “Flexion” displaying annulus fibrosus stress in megapascals (MPa) across three spine segments: C4/5, C5/6, and C6/7. Each segment contains multiple colored bars labeled M0 to M8, indicating slight variations in stress levels between 0.5 and 0.7 MPa. C6/7 shows consistently higher stress levels compared to the other segments.]FIGURE 7 | C5/6 nucleus pulposus stress and annulus fibrosus stress.4 DISCUSSION
The key-hole approach has been widely adopted in both clinical practice and scientific research (He et al., 2021; Yuchi et al., 2019; Ke et al., 2020). Our modified surgical approach, developed from this established technique, preserves the advantages of minimally invasive surgery while significantly reducing the impact on cervical facet joints. This innovation maintains surgical safety and demonstrates superior biomechanical preservation compared to conventional methods.
4.1 Changes of ROM
Alterations in cervical ROM are considered associated with cervical degeneration (Bogduk and Mercer, 2000; Gore et al., 1986). Compared to fusion surgery, PECD has a lesser impact on cervical ROM, which is regarded as one of its advantages. Previous studies have shown that conventional PECD approaches affect ROM in both the surgical and adjacent segments, with the most pronounced changes (up to 20% (He et al., 2021; Ke et al., 2020)) occurring at the surgical level. In this study, PECD-KH demonstrated a negligible influence on cervical ROM, consistent with findings by He et al. (2021). Discrepancies between studies may stem from differences in bone tunnel size (Choi et al., 2024), facet joint resection extent (Choi et al., 2024), or variations in intact model parameters, loading conditions, and boundary constraints.
This study revealed two characteristic patterns of cervical ROM alterations: (1) In the PECD-LM group, the most significant ROM change occurred at C6/7 (the subjacent segment), whereas PECD-KH showed no notable alterations at any level. This suggests that while PECD-LM minimally affects the surgical segment, it may induce slight compensatory hypermobility in the subjacent segment, possibly due to factors like elastic deformation of the bone tunnel. (2) Post-PECD-LM, ROM changes were motion-dependent: negligible during flexion-extension and rotation but more pronounced during lateral bending. This implies that the pedicle may contribute to cervical stability during lateral bending, and long-term lateral bending postoperatively could accelerate degeneration.
4.2 C6 pedicle stress
Few studies have examined PECD’s effect on pedicle stress, with prior focus on ROM, disk stress, facet joint stress, and uncovertebral joint stress (He et al., 2021). PECD-LM, by disrupting the lateral mass and pedicle, altered the C6 stress distribution, whereas PECD-KH showed minimal impact. Stress changes were most evident during lateral bending and rotation, with flexion-extension causing smaller variations. Among all models, M1–M7 (excluding M6) exhibited peak pedicle stress during lateral bending; M6 (complete pedicle resection) shifted stress concentration to the transverse foramen and lateral mass surface.
Concerns about stress-induced fractures are reasonable, particularly given elevated stresses in some models during lateral bending. However, cortical bone’s axial compressive (170 MPa (Rho et al., 1998)) and tensile (130 MPa (Reilly and Burstein, 1975)) strengths far exceed the peak stress in this study (66.6 MPa), confirming PECD-LM’s safety regarding bone tunnel integrity.
4.3 C6 facet joint stress
Increased facet joint stress has been identified as a potential risk factor for cervical degeneration (He et al., 2021). While the key-hole technique consistently elevated facet joint stresses across all motion modes (with near 10% increases during extension), the novel surgical approach demonstrated no significant stress augmentation due to its facet sparing nature. These findings suggest that PECD-LM may potentially decelerate degenerative progression compared to PECD-KH.
4.4 IDP
Both the current study and prior investigations consistently demonstrate that PECD-KH induces minimal alterations in IDP (Yuchi et al., 2019; Ke et al., 2020). Notably, our findings further indicate that PECD-LM similarly preserves this advantageous characteristic.
4.5 Intra-model comparison: PECD-LM
Models M1 and M4 outperformed others in ROM and pedicle stress preservation: (1) ROM changes were minimal (max 2.2% at C5/6 during lateral bending in M4). (2) Pedicle stress changes were least pronounced. These models uniquely preserved the inferomedial pedicle quarter, suggesting this region’s biomechanical significance—a hypothesis requiring further validation, as no literature addresses segmental pedicle roles.
4.6 Limitations
This study has several limitations: (1) The finite-element model represents a simplified simulation that cannot fully replicate in vivo cervical biomechanics, particularly as it omits the musculature that contributes to spinal stability; however, since both PECD-KH and PECD-LM share this limitation comparably, the comparative results remain valid. (2) The analysis focused solely on surgical access effects without simulating complete PECD procedures involving posterior longitudinal ligament, intervertebral disk, or uncovertebral joint modifications—factors that may influence postoperative biomechanics more significantly than bone tunnels alone; nevertheless, as both techniques produce similar effects on these structures, the observed differences primarily reflect tunnel-related variations, though future studies will incorporate postoperative models for comprehensive assessment. (3) The model was derived from imaging data of a single healthy young woman, lacking degenerative features typical of cervical radiculopathy; however, since the bone tunnels primarily involve the lateral mass and pedicle (structures often preserved in such patients), the findings retain relevance, pending validation in broader demographic cohorts including varied ages, genders, and pathological conditions. (4) While the study employed high mechanical loads to test safety margins, conclusions may not generalize to patients with severe comorbidities like osteoporosis, where physiological loads could risk pedicle fracture despite the model’s safety thresholds.
5 CONCLUSION
This study preliminarily demonstrates that the novel surgical approach is safe, with daily activity loads unlikely to cause fractures in the lateral mass or pedicle. Compared to the intact model, neither approach significantly affected cervical ROM or disk pressure. Additionally, the novel approach had a lesser impact on facet joints, suggesting it may be a potentially advantageous option for PECD. Based on pedicle stress and ROM changes, preserving the inferomedial quarter of the pedicle is beneficial, and minimizing structural disruption while effectively decompressing the nerve root should be prioritized.
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