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Closed-loop controlled functional electrical stimulation (FES) applied to the lower limb
muscles can be used as a neuroprosthesis for standing balance in neurologically
impaired individuals. The objective of this study was to propose a methodology
for designing a proportional-integral-derivative (PID) controller for FES applied to the
ankle muscles toward maintaining standing balance for several minutes and in the
presence of perturbations. First, a model of the physiological control strategy for
standing balance was developed. Second, the parameters of aPID controller that
mimicked the physiological balance control strategy were determined to stabilize
the human body when modeled as an inverted pendulum. Third, this PID controller
was implemented using a custom-made Inverted Pendulum Standing Apparatus
that eliminated the effect of visual and vestibular sensoryinformation on voluntary
balance control. Using this setup, the individual-speci�cFES controllers were tested
in able-bodied individuals and compared with disrupted voluntary control conditions
in four experimental paradigms: (i) quiet-standing; (ii) sudden change of targeted
pendulum angle (step response); (iii) balance perturbations that simulate arm movements;
and (iv) sudden change of targeted angle of a pendulum with individual-speci�c
body-weight (step response). In paradigms (i) to (iii), a standard 39.5-kg pendulum
was used, and 12 subjects were involved. In paradigm (iv) 9 subjects were involved.
Across the different experimental paradigms and subjects,the FES-controlled and
disrupted voluntarily-controlled pendulum angle showed root mean square errors
of < 1.2 and 2.3 deg, respectively. The root mean square error (all paradigms),
rise time, settle time, and overshoot [paradigms (ii) and (iv)] in FES-controlled
balance were signi�cantly smaller or tended to be smaller than those observed with
voluntarily-controlled balance, implying improved steady-state and transient responses
of FES-controlled balance. At the same time, the FES-controlled balance required
similar torque levels (no signi�cant difference) as voluntarily-controlled balance. The
implemented PID parameters were to some extent consistent among subjects for
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standard weight conditions and did not require prolonged individual-speci�c tuning. The
proposed methodology can be used to design FES controllers for closed-loop controlled
neuroprostheses for standing balance. Further investigation of the clinical implementation
of this approach for neurologically impaired individuals is needed.

Keywords: functional electrical stimulation, balance contr ol, neuroprosthesis, inverted pendulum, neuromuscular
modeling

INTRODUCTION

In various neurological conditions, including spinal cord
injury, stroke, and traumatic brain injury, a diminished ability
to maintain balance during stance is common. Facilitating
a stable stance in these populations could o�er important
bene�ts, including increased independence and quality of life,
as well as decreased risk of secondary complications, such as
osteoporosis, urinary tract infections, spasticity, pressure ulcers,
and cardiovascular disease (Harkema et al., 2008; Vette et al.,
2009; Triolo et al., 2012).

By applying functional electrical stimulation (FES) to contract
lower limb muscles (Popovíc, 2014), multiple groups have
attempted to facilitate or improve the standing ability of these
clinical populations. Initial attempts at developing such a
technology, termed standing neuroprosthesis, utilized open-loop
control strategies in which various muscles were stimulated
through either transcutaneous or implanted electrodes (Forrest
et al., 2007; Fisher et al., 2008). However, open-loop FES
systems contract the muscles continuously, resulting in
rapid muscle fatigue, an inherent limitation to the degree of
achieved stabilization. As a result, a�ected individuals need
to use their upper limbs for support, diminishing their ability
to perform the activities of daily living while standing. In
order to improve stability and minimize muscle fatigue, a
closed-loop feedback controller is required, which turns o�
or down the stimulation intensity when it is not required
based on �uctuations in balance. A number of FES closed-
loop control strategies have been investigated, predominantly
focusing on plantar�exion/dorsi�exion control of the ankle
joints during stance. These have included linear quadratic
Gaussian (Hunt et al., 1997; Munih et al., 1997), pole placement
design (Hunt et al., 2001; Gollee et al., 2004), H-in�nity
(Holderbaum et al., 2004), arti�cial neural network, and
sliding mode (Kobravi and Erfanian, 2012) control techniques.
However, these control techniques su�er from limitations,
including the need for voluntary trunk control, the lack
of a strong physiological basis and/or high computational
complexity limiting the operating frequency of the
controller.

The ankle joint plays a major role in standing balance in
the sagittal plane, and thus controlling its muscles is the �rst
step in the design and implementation of neuroprosthesis for
standing balance. Nevertheless, the clinical implementation of
such a neuroprosthesis requires consideration of the balance
in the frontal plane as well as closed-loop controlled FES
applied to multiple joints of the body. Simulations have
demonstrated the feasibility of FES-controlled standing balance

using multi-segment models of the body (Jaeger, 1986). Kim
et al. have found the optimal choice of lower limb joint
angles that should be controlled by FES application to maintain
3D standing balance (Kim et al., 2007). Abbas and Chizeck
designed and implemented an FES controller for hip angle
control in the frontal plane using percutaneous intramuscular
electrodes (Abbas and Chizeck, 1991). An open-loop controlled
surgically implanted 8-channel neuroprosthesis for standinghas
been developed, and clinical studies have shown signi�cant
improvement in the quality of life of individuals with spinal
cord injury when they used it (Rohde et al., 2012; Triolo et al.,
2012). Nataraj et al. showed the e�ciency of a comprehensive 3D
multi-joint closed-loop control of an implanted FES system and
the feasibility of its clinical implementation through simulation
(Nataraj et al., 2010, 2012, 2013, 2016). They proposed a method
for tuning FES controller parameters for individuals with spinal
cord injuries and showed that this system could minimize
the loading of the upper limbs needed for standing balance
against disturbances. However, a recent review showed that
the clinical implementation of the currently available implanted
neuroprostheses is limited. As such, function restoration of
lower limbs using commercially available surface stimulators and
clinical implementation of such a closed-loop controlled FES
system for standing is still needed (Ho et al., 2014).

At the same time, previous studies have suggested that
the central nervous system (CNS) likely utilizes a feedback
mechanism based on changes in both center of mass (COM)
displacement and velocity to modulate standing balance (Masani,
2003; Masani et al., 2006; Welch and Ting, 2009; Vette et al.,
2010). In order to mimic the control strategy employed by
the CNS to maintain standing balance, the proportional and
derivative components of a proportional-derivative (PD) control
strategy may be employed to account for COM displacement
and velocity, respectively. In a closed-loop FES system, a
proportional-integral-derivative (PID) controller model can
also minimize the accumulated error in the measurement of
COM displacement. Our group has already employed PD/PID
controllers to model the neural control component of able-
bodied stance (Vette et al., 2007, 2009; Tan, 2008) and have
experimentally veri�ed the potential of PD/PID controllers to
regulate FES amplitudes applied to the ankle �exors (Same
et al., 2013; Same, 2014; Tan et al., 2014). In the present
study, we proposed a methodology to determine PID controller
parameters and implement a PID controller for FES regulation
toward maintaining standing balance for several minutes, and
in the presence of balance perturbations and inter-subject
variability. In the present study, we hypothesize that a PID
controller could mimic the intact physiological control strategy
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for standing balance, e�ectively modulate FES amplitude levels
applied to the ankle plantar�exors and dorsi�exors, and
maintain standing stability for several minutes. This hypothesis
was examined both through simulations and in experiments
using a custom-made apparatus. This study can be the �rst
step toward clinical implementation of a neuroprosthesis for
improving the standing balance of neurologically impaired
individuals.

MATERIALS AND METHODS

All of the data collection as well as the closed-loop control
were performed using a custom-made program (LabVIEW
2011, National Instruments, USA). All subsequent analyses and
computational simulations were performed using Matlab and
Simulink (Mathworks, USA).

The Inverted Pendulum Standing
Apparatus (IPSA)
The human body �exes during static standing at several joints
along its longitudinal axis (Aramaki et al., 2001). However, it
is known that an inverted pendulum model can approximate
the human body rotating around the ankle joints in the
sagittal plane during bipedal static standing (Winter, 1995). This
model does not account for movements at the knee and hip
joints, or in the medial-lateral direction. However, Gage et al.
showed that during quiet standing and in the sagittal plane
(i) the ankle angle is highly correlated with the movement
of the body COM; (ii) COM displacement for each segment
increased linearly with its height relative to the ankle joint;
and (iii) the body COM acceleration correlated strongly with
the di�erence between the center of pressure and the COM
displacements. These observations all together indicated the
validity of this model during quiet standing (Gage et al., 2004).
To investigate standing balance based on this model, a human-
sized inverted pendulum apparatus, hereafter referred to as
Inverted Pendulum Standing Apparatus (IPSA), was created in-
house (Tan et al., 2014; Figure 1A). In the IPSA, the subject
was supported in an upright, motionless standing position using
a mechanical frame which locked the person's knees and hips
in an extended posture. In this posture, the subject's feet were
placed and �xed via straps on foot plates whose rotational axis
was shared with a physical, human-sized inverted pendulum.
The closed-loop controlled FES was bilaterally applied on the
ankle plantar�exors and dorsi�exors that generated closed-loop
controlled ankle torque. In this way, the subject's ankle joints
directly controlled the swinging of the inverted pendulum in
the sagittal plane. The angle of the inverted pendulum was
measured by a laser displacement sensor (LK500, Keyence, Japan;
repeatability: 50mm, equivalent to 0.07 deg for the pendulum
angle in our measurement setup) and fed back in real-time.
The joint torque exerted by the subject's ankle joints onto
the foot plate was measured using a torque transducer (TS11-
200 Flange Style Reaction Torque Transducer, Interface, USA;
combined error:� 0.1 %FS; repeatability:� 0.02 %; sensitivity:
1.0 mV/V-N.m).

This upright, stationary position of the body decreased
vestibular and proprioceptive sensory contributions. Visual
feedback was also removed by utilizing an eyes closed condition.
As such, while sway of the physical inverted pendulum mimicked
the subject's body during quiet stance, natural activitiesin the
anti-gravity muscles of the lower limbs could be signi�cantly
reduced. We have previously shown that, when a subject
stands in this posture, his/her natural muscle activities in anti-
gravity muscles are automatically diminished (Masani et al.,
2013). Although reducing the natural activity of the anti-gravity
muscles does not have clinical pertinence, our experimental
setup using IPSA minimized the contributions of natural muscle
activities, and thus allowed assessment of the performance of
the controller employed in standing neuroprosthesis, even when
the subject was an able-bodied individual. As such, di�culties
related to testing in patient populations were avoided (Tan et al.,
2014).

Control Strategy
The PID control strategy employed is summarized inFigure 2.
An error signal was obtained by comparing the angle of the
inverted pendulum to a reference angle of 5 deg in real-time.
This reference angle was selected to simulate a typical standing
posture where the whole body COM is located approximately
5 deg anterior to the ankle joint (Masani, 2003). The error signal
was fed into individual PID controllers for the plantar�exors and
dorsi�exors (Equation 1):

C.s/ D KP

�
1 C

KDN � s
sC N

�
C

KI

s
(1)

where C(s) is the transfer function of the PID controller,KP
is the proportional gain,KI is the integral gain,KD is the
derivative gain, and N is the derivative �lter gain, incorporated
to avoid ampli�cation of high-frequency noise.KD was de�ned
in proportion to KP since its ratio toKP is often a more relevant
indicator of its relative contribution (Ang et al., 2005).

The gravity compensator provided the torque required to
compensate the gravity toppling torque at the reference angle
of the inverted pendulum. For controlling only ankle joint
motion while others are locked, the gravity support can be
provided by a constant level of FES amplitude applied on ankle
�exors. The output of the PID controller gave the FES amplitude
that generates the ankle torque required for compensating the
deviation of the inverted pendulum angle from the reference
angle. The pre-determined dynamic response of muscles, in
terms of ankle torque, to FES amplitude was used to convert the
FES amplitude into ankle torque (see subsection Target Muscles).
The summation of the gravity toppling torque and the PID
controlled torque provided the torque required for stabilizing the
inverted pendulum at the reference angle.

To mimic the reciprocal activity between the ankle
plantar�exors and dorsi�exors, only one muscle was active
at any given time. Since the reference angle was 5 deg (simulating
the body COM anterior to the ankle joint), the controller mostly
required to generate positive torque and thus the plantar�exors
were supposed to mostly control the ankle joint torque. The FES
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FIGURE 1 | Experimental setup:(A) Subject standing in the Inverted Pendulum Standing Apparatus (IPSA) (Same et al., 2013; Tan et al., 2014; Rouhani et al., 2016);
(B) Electrode placement for bilateral application of FES for standing balance. For plantar�exors, 5� 9 cm electrodes were applied bilaterally along the midline of the
posterior calf. One electrode was placed approximately 2 cmbelow the popliteal fossa over the gastrocnemius and soleusmuscle motor points so as to activate both
gastrocnemius heads as well as the soleus muscle. The other electrode was placed around the lower end of the gastrocnemius muscle belly just above the ankle joint.
For dorsi�exors, 5 � 5 cm electrodes were applied. One electrode was placed over the motor point of the tibialis anterior, just lateral to the �bula, and the other
electrode was placed approximately 8 cm below the anode;(C) Experimental setup for testing the FES controller's response to postural balance perturbation. A
perturbation bar is added with weights at its two ends. Dropping of each weight at random instants induces perturbation torque applied on the inverted pendulum.
This mechanism could simulate the torque induced due to arm motion in the sagittal plane during standing.

FIGURE 2 | Block diagram depicting the PID plus gravity control strategy.

applied to the dorsi�exors was activated only when the controller
required generating negative torque.

Participants
Twelve able-bodied (24� 5 years old, 64� 11 kg, 169� 6
cm, �ve females and seven males) with no known neurological
or musculoskeletal disorders participated in this study. Before
experimentation, each participant gave written informed consent

to participate in the experimental study, in accordance with
the Declaration of Helsinki. The protocol was approved by the
Rehabilitation Medicine Science Research Ethics Board of the
University Health Network.

Target Muscles
Stimulation electrodes were applied bilaterally and on both
posterior and anterior sides of the lower leg to facilitate
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stimulation of the gastrocnemius/soleus muscles (plantar�exors)
and tibialis anterior muscles (dorsi�exors), respectively (see
Figure 1B).

Identi�cation of the Muscle Dynamic
Response
Before the main experimental trials, we experimentally identi�ed
the dynamic response of ankle plantar�exors and dorsi�exors to
FES pulse amplitude modulation. For this purpose, the subject
was placed in a standing position in IPSA with the footplate
�xed horizontally, the knees and hips locked in extension. Note
that the subjects' muscle showed no activation in this position
as mentioned above. A programmable functional electrical
stimulator (Compex Motion II, Compex SA, Switzerland) was
used to provide stimulation through surface electrodes. Trains
of rectangular, balanced, biphasic and asymmetric FES pulses
were applied at �xed frequency (20 Hz), �xed duration (300ms),
and modulating pulse amplitude. FES with sinusoidally varying
amplitudes between 20 and 60 mA were applied to the subjects'
plantar�exors, and the resulting isometric torque patterns were
recorded. The applied sinusoidal frequencies were 0.07, 0.15, 0.3,
0.75, and 1.2 Hz. Each trial lasted at least 10 s and was long
enough to record two complete periods. Sinusoidal curves at the
same frequencies were �tted to the torque output curves. Since
the delay introduced by our experimental setup had stochastic
components (see details in (Rouhani et al., 2016)), we separated
out a constant delay of 40 ms as the approximate delay introduced
by the setup, when applying the sinusoidal �tting. The amplitude
gain and phase di�erence between the input and output sinusoids
were obtained for each frequency. The muscle dynamics were
then identi�ed using a �rst-order model (Equation 2):

MPF .s/ D
KPF

1 C � PF.s
(2)

whereMPF(s) is the transfer function of the muscle,KPF is the
zero-frequency gain of the muscle model, andaPF is the time
constant. These �rst-order models were then incorporated inthe
closed-loop control system model. A similar procedure was then
completed for the dorsi�exors.

Simulations for PID Controller Design
Simulations were performed (using Simulink) to establish
controller parameters for use in experiments (Figure 3).
PID controllers, gravity compensators, and muscle dynamics
components were integrated into the model for plantar�exors
and dorsi�exors, separately (See section Participants).

At the output of PID controller plus gravity compensators,
saturation blocks were added, limiting the allowable ranges of
FES amplitude applied to a subject to between 20 and 60 mA for
plantar�exors and between 20 and 45 mA for dorsi�exors. Below
the 20 mA minimum levels, the current amplitude dropped
to 0 mA. The upper limits of these ranges were chosen so
as to minimize subjects' discomfort. Following the saturation
blocks and before the muscle models, two Hold blocks were
incorporated on either side of a constant delay for each muscle.
The �rst Hold block discretized the signal every 10 ms to re�ect

the 100 Hz operating frequency of the LabVIEW program. Next,
a 10 ms constant delay to account for the internal delay of the FES
stimulator. Finally, another 50 ms Hold block was incorporated
to model the worst-case scenario, since the frequency of FES
pulse trains was 20 Hz and, thus, an additional delay of up to 50
ms could be present.

We also added a “Passive Torque” component to account for
the e�ect of the intrinsic mechanical sti�ness of the ankle, which
has been previously incorporated in models for standing balance
control, in combination with an active component (Peterka,
2000, 2002; Masani et al., 2008; Vette et al., 2010). A sti�ness
gain and a viscosity gain were included which varied in relation to
changes in the inverted pendulum angle and rotational velocity,
respectively. The values of these gains were selected based onthe
literature (Peterka, 2000, 2002; Loram and Lakie, 2002; Masani
et al., 2008; Vette et al., 2010; Di Giulio et al., 2013). Following
these studies, we used identical gains for all subjects. Thelack of
measurement of individual-speci�c passive controller gains for
muscles can be a limitation for the clinical implementation of
our proposed approach since there may be large inter-subject
variability for individuals with neuromuscular impairment.

While the IPSA helps to disrupt neural (voluntary and
re�ex) control of muscles, it is unreasonable to suggest that
voluntary/re�ex muscular control would be totally absent. Thus,
a voluntary/re�ex damping factor was utilized to account for
the contribution of voluntary/re�ex control in opposition to
rotational velocity. The addition of this component makes
intuitive sense given that the CNS is likely to automatically
activate muscles to some extent in response to rapid movements
of the pendulum in order to avoid destabilization, as previously
documented (Moore et al., 1988; Santos et al., 2010). In
accordance with previous studies, a “Neural Delay” of 120 ms
was incorporated to account for the neural-mechanical delay
involved in the active control of muscles activity (Moore et al.,
1988; Santos et al., 2010).

In order to determine the individual-speci�c PID controller
parameters, we performed simulation trials. In the simulation
trials, (i) the initial o�set position was modeled using a step
function with a negative initial value, (ii) the step response
was modeled using a pulse of 8-s duration that shifted the
reference angle from 5 to 9 deg, and (iii) external perturbations
were modeled as short duration torques applied to the inverted
pendulum. Simulations for each subject took into consideration
his/her own muscle dynamics. Therefore, the obtained PID
controller parameters were individual-speci�c. An optimization
routine based on a two-stage grid search was run to obtain PID
controller parameters that minimize the root mean square error
(RMSE) between the simulated pendulum angles and reference
angle over 40 s. For each subject, �rst we calculated this angular
RMSE value for each combination of the following controller
parameters varying at multiple levels on a four-dimensional grid:
(i) KP for plantar�exors; (ii) KP for dorsi�exors; (iii) KI ; and
(iv) KD. Note thatKI and KD were assumed to be identical for
both plantar�exors and dorsi�exors. The controller parameters
that minimized the angular RMSE for a single step response were
determined. Second, the same search procedure was repeated in
a smaller four-dimensional window close to these determined
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FIGURE 3 | The controller model used in the simulation including the two PID controllers, the gravity compensation component and the mechanism for switching
between muscles, and other components added to the controller depicted in Figure 2 in order to model the experimental behavior of the system.

parameter values, separately for each of simulation trials (i), (ii),
and (iii) described above to �ne-tune the optimized controller
parameters for each simulation trial and each subject. These
optimized PID parameters for plantar�exors and dorsi�exors
were recorded for each subject to be used later in the experiments.

Experimental Protocol
After identifying the muscle dynamics and establishing
appropriate controller gains through the simulations, the subject
was placed in a standing position again in IPSA, with the
foot-plate free to move. In the “Standard-weight paradigm,” the
total inverted pendulum mass was 39.5 kg, with a center of mass
of 0.695 m, and a moment of inertia of 26.7 kg m2. These values
were chosen for all subjects to avoid rapid muscle fatigue, and,
thus, allow for successful testing of all targeted experimental
paradigms.

The subjects were instructed to have their eyes closed and
arms crossed on the chest during all trials, to attempt to relax,
and suppress voluntary control of muscle contractions. The
subject wore headphones and listened to whale sounds to limit
auditory information and further disrupt sensory input. Then,
10–20 s trials were initiated to test the controller performance
and elucidate whether further �ne-tuning of controller gains
was required. For this purpose, the inverted pendulum was
initially inclined at 14 deg, which required bringing it back to
the reference position. The tuning procedures were based on a
previous study (Li et al., 2006) and our preliminary research. In
these short trials, a few variations of PID controller gainswere
applied in the case of the PID controller performed inadequately
(due to potential di�erences between the modeled and actual
closed-loop system). Inadequate controller performance was
assessed visually in comparison to other subjects and our
preliminary studies in the past, and the adjusted gains were
chosen close to the ones suggested by simulation. We used the

same optimized controller parameters for the step response with
both standard weight and body weight and �ne-tuned them for
each test paradigm separately.

Once appropriate controller gains were selected, longer trials
were performed. Each experimental paradigm was performed
both with the FES controller activated (FES condition) and with
disrupted voluntary-control and no FES (VOL condition). In
the VOL condition, the visual, vestibular, and to some extent
the proprioceptive sensory information was suppressed, and
the subject was instructed to attempt to balance the inverted
pendulum using voluntary control and given auditory cues at
the beginning of a trial and for step responses. These trials
quanti�ed the subject's ability to balance the inverted pendulum
using his/her remaining sensory inputs (somatosensory inputs
from the feet and to some extent proprioceptive input from
the ankles). Thus, any improvements in performance observed
in the FES condition, compared to VOL condition, could be
attributed to the PID controller performance. The subject was
given approximately 30 s to attempt to balance the inverted
pendulum while receiving visual input on the real-time angle,
to gain familiarity with the proprioceptive and somatosensory
inputs. In order to account for the potential e�ects of fatigue,the
order of the trials was randomized, and the subjects were allowed
to rest for at least 3 min in between trials. This timeframe was
selected because the majority of recovery has been reported to
occur within the �rst few minutes of rest (Mizrahi et al., 1997;
Tepavac and Schwirtlich, 1997).

The experimental paradigms included:

5-minute quiet-standing (Standard-weight) trials: This
paradigm tested the controller's prolonged ability to maintain
the inverted pendulum about the 5 deg reference angle.
90-second step-response (Standard-weight) trials:The
reference angle changed instantaneously from 5 to 9 deg
(upward step) at two instances and each time returned to 5 deg
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(downward step) after a period of 8–12 s, resulting in a total of
four steps. This time period and the initiating instant of eachof
these two step responses was randomized.
60-second perturbation (Standard-weight) trials: Before
beginning these trials, a bar was added to the IPSA
perpendicular to the inverted pendulum. Electromagnets
holding 2.33 kg weights were applied to both ends of the bar
(Figure 1C). Then, during a 60-s trial, the power supplied to
each electromagnet was removed at di�erent times, resultingin
anterior and posterior perturbations of the inverted pendulum,
which simulated the perturbation torque due to the subjects
moving their arms and lifting objects with their hands. Thus, the
ability of the controller to overcome these external perturbations
was assessed.
90-second body weight-matching step-response trials:The
perturbation bar was removed, and extra weights added to the
pendulum such that the total mass and COM of the inverted
pendulum approximated the subject's mass and COM (“Body-
weight paradigm”). Then, step-response trials were performed
similar to paradigm (ii).

Data Analysis
For all test paradigms (i)–(iv), the inverted pendulum sway was
quanti�ed with RMSE between the pendulum and reference
angles, separately for both FES and VOL conditions. The �rst 10 s
of these trials were disregarded to avoid the in�uence of theinitial
transient response. Similarly, the RMS of the applied torque and
FES current amplitudes applied to plantar�exors and dorsi�exors
were calculated in these test paradigms.

In addition, for step response paradigms (ii) and (iv), for both
FES and VOL conditions, rise time (to within 10% of the step
size of 9–5D 4 deg), settling time (to within 10% of the step
size of 4 deg) and overshoot percentage were also calculated in
each step response (total of four steps per trial). “In�nity” was
recorded if rise time or settling time criterion was not achieved
before the next step occurring at least 8 s later. The median of the
four values of rise time, settling time, and overshoot was reported
for each trial. A more restrictive de�nition of settling time was not
employed since small �uctuations of body sway in quiet standing
is considered natural and, thus, maintaining a precise reference
angle was never aimed.

Statistical analyses were performed to test for signi�cant
di�erences between responses in FES and VOL conditions
for any of the paradigms examined. For all measures, the
Kolmogorov-Smirnov test rejected the null hypothesis that the
data came from a normal distribution. Therefore, we employed
the non-parametric Wilcoxon Signed Rank test throughout with
signi�cance level set at 0.05. Median value of each parameter
among all subjects was used to represent the parameter for the
group in the Results section.

RESULTS

Three subjects were not able to tolerate the discomfort due
to FES application in the Body-weight paradigm and, thus,
only nine subjects participated in test paradigm (iv). Because
of technical challenges or subject preference, the durationof

the measurement trials for a few other subjects was altered,as
reported inTable 1.

The PID parameters (KP, KI , KD) obtained through
simulations required further individual-speci�c tuning. This
tuning was characterized with the absolute value of the di�erence
between the values obtained through simulation and those
implemented experimentally, relative to the values obtained
through simulation.KP for plantar�exors required between 23%
and 60% tuning (median values among subjects) across the four
test paradigms (Figure 4). KP for dorsi�exors required 100%
tuning only when body weight was applied [paradigm (iv)].
KI required 50% tuning only when perturbation was applied
[paradigm (iii)]. KD required 6% to 25% tuning across the
four test paradigms. Nevertheless, the Wilcoxon Signed Rank
test revealed that there was no signi�cant di�erence between
the controller parameters obtained through simulation and
those implemented experimentally for all subjects, for all test
paradigms. Therefore, no systematic tuning for all subjectswas
required. In addition, the inter-subject variability of thePID
parameters (KP, KI , KD) in Standard-weight paradigms was
characterized by the ratio of interquartile range to median, which
was< 50%, 25%, and 100% forKP, KD, andKI , respectively. This
indicates the extent of the similarity in the PID parameters among
subjects.

Figure 5shows the representative examples of the pendulum
angle in the FES condition compared to the VOL condition for
a representative subject in all test paradigms. Similar rangesof
the generated ankle torque were observed between these two
conditions. The FES amplitude applied to the plantar�exors
was qualitatively larger in Body-weight paradigm [paradigm
(iv)] compared to other paradigms. FES on the dorsi�exors was
activated rarely and only in paradigm (iii) for this subject.

Figure 6shows the group results of the balance performance
for the FES and VOL conditions. In quiet-standing and step-
response paradigms [paradigms (i) and (ii)], the RMSE of the

TABLE 1 | The duration of each test paradigm (in seconds) for individual subjects.

Subject
no.

Standard weight Body weight

Quiet standing Step response Perturbation Step response

FES VOL FES VOL FES VOL FES VOL

1 300 300 90 90 60 60 90 90

2 300 300 90 90 60 60 90 90

3 90 90 90 90 90 90 90 90

4 300 300 90 90 90 90 90 90

5 180 200 90 90 90 90 90 90

6 300 300 90 90 60 60 90 90

7 300 300 90 90 60 60 90 90

8 300 300 90 90 60 60 90 90

9 300 300 90 90 60 60 90 90

10 200 200 90 90 60 60 0 0

11 300 300 90 90 60 60 0 0

12 300 300 90 90 0 0 0 0

FES, FES controlled balance; VOL, disrupted voluntary control of muscle contractions.
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FIGURE 4 | PID controller parameters (KP, KI, and KD) used in experiments
for all test paradigms (P1–P4). The values were �rst suggested through
simulations based on the inverted pendulum and muscle dynamics models (S:
Simulation). Then, they were tuned within preliminary experiments. Finally, they
were applied for the main experimental tests (E: Experiment). The results are
presented as box plot indicating 25%, 50%, and 75% percentiles among all
subjects. Boxplots related to simulations are shown is black and those related
to experiments are shown in blue. The absolute value of the differences
between the values obtained through simulation and those implemented
experimentally, relative to the values obtained through simulation (in
percentage) were calculated. The median of these values among the subjects
are presented in red above each two simulation and experimental boxplots.

inverted pendulum angle had a median of 0.3 deg and 1.1 deg,
respectively, among subjects, in FES condition. These RMSE
values were signi�cantly smaller [p D 0.027 for both paradigms
(i) and (ii)] than those obtained in VOL condition (1.1 deg and
1.6 deg). The applied torque by the ankle joint generated in FES
condition had RMS values of 24.4 and 29.4 N.m (median) in
paradigms (i) and (ii), respectively. These torque values in FES
condition were not signi�cantly di�erent with those observed
in VOL condition [27.8 and 29.8 N.m in paradigms (i) and
(ii), respectively]. The RMS of the FES amplitude applied to the
plantar�exors for generating such ankle torques were 34.9 and
35.3 mA, in paradigms (i) and (ii), respectively. Usually, no FES
was applied to the dorsi�exors in these two paradigms (median:
0 mA).

The PID controller applied to FES was able to maintain
the stability of the pendulum in response to perturbations, in
paradigm (iii). In paradigm (iii), the RMSE of the pendulum
angle obtained in FES condition (1.1 deg) tended to be smaller
than that obtained in VOL condition (2.3 deg), although the
di�erence was not signi�cant (Figure 6). In addition, the ankle
torque measured in FES (28.2 N.m) and VOL (27.1 N.m)

conditions were not signi�cantly di�erent. The FES amplitudes
applied to plantar�exors to generate the abovementioned ankle
torque was 38.5 mA. Similar to paradigms (i) and (ii), the
applied FES amplitude was tolerable for our subjects. Unlike
paradigms (i) and (ii), FES on dorsi�exors needed to be activated
in paradigm (iii) (RMS value of the FES amplitude: 2.6 mA).

According to Figure 6, the PID controller applied to
FES in Body-weight paradigm [paradigm (iv)] had a similar
performance with Standard-weight paradigm [paradigm (ii)]: (1)
The RMSE of the pendulum angle obtained in FES condition
(1.2 deg) was smaller (p D 0.027) compared to VOL condition
(1.9 deg); (2) The generated torque in the ankle joint was not
signi�cantly di�erent between FES condition (58.2 N.m) and
VOL condition (62.9 N.m); (3) The FES amplitude applied to
plantar�exors was tolerable for our subjects (42.9 mA) and
usually required no FES applied to dorsi�exors (0 mA).

In addition to the steady-state response, the transient
response of the PID controller applied to FES showed
improvement compared to the disrupted voluntary-control of
balance (Figure 7). In test paradigm (ii), the rise time obtained
in FES condition (median among all steps and all subjects: 2.0
s) was signi�cantly smaller (p D 0.0 034) that that obtained in
VOL condition (3.2 s). Median of the settle time among all steps
and all subjects obtained in FES condition was 10.4 s. The settle
time criterion was not even achieved before the next step in
VOL condition for most subjects. Although the overshoot tended
to be smaller in FES condition (median: 18.1%) compared to
VOL condition (25.2%), this di�erence was not signi�cant. In
paradigm (iv), the di�erence between rise time in FES (2.2 s)
and VOL (2.4 s) conditions was not signi�cant. The settle time
criterion was not achieved for most subjects in both FES and VOL
conditions. However, the overshoot was signi�cantly smaller (p
D 0.047) in FES condition (25.2%) compared to VOL condition
(46.9%).

DISCUSSION

This study proposed a methodology for designing PID controllers
for closed-loop controlled surface FES applied to ankle
plantar�exors and dorsi�exors, as a neuroprosthesis for standing
balance. The designed PID controllers were experimentally tested
for up to 5 min and in the presence of perturbations and
were able to improve standing balance. It was the �rst time
that PID controllers for closed-loop controlled surface FES
were successfully implemented on 12 subjects without prolonged
individual-speci�c tuning. Our proposed approach can thus
facilitate clinical implementation of neuroprostheses for standing
balance without the need for skilful engineers and prolonged
tuning of the controller, before each FES trial. Such a device
can then be applied in rehabilitation procedures for improving
standing balance.

Controller Modeling: PID Controller for
One-Segment Inverted Pendulum Balance
Our proposed FES controller and experimental setup (IPSA)
assume a one-segment inverted pendulum model of the body
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FIGURE 5 | Results for the four experimental paradigms: The inverted pendulum (black) and reference (red dashed) angles and applied torque (blue) are presented for
FES control (black titles) and voluntary control (purple titles) conditions. In addition, FES pulse amplitude applied to plantar�exors and dorsi�exors in FES control
condition are presented. Results are presented for a representative subject in Test paradigm (i), Quiet standing, Standard weight (A); Test paradigm (ii), Step response,
Standard weight (B); Test paradigm (iii), Perturbation response, Standard weight (C) (In this �gure, the instants of perturbation application are shown by green arrows);
Test paradigm (iv), Step response, Body weight(D). In this �gure, Rise time (blue circle) and settling time (blueasterisk) are shown for each step in both conditions.

rotating around the ankle joint. Although the knee and hip
joints contribute to maintaining standing balance, previous
studies using similar devices have shown that the kinematics
and dynamics of the able-bodied body during quiet standing are

highly correlated with those of an inverted pendulum (Fitzpatrick
et al., 1994; Loram and Lakie, 2001, 2002). Whatsmore, the
validity of this model during quiet standing in the sagittalplane
has been proven (Gage et al., 2004). This veri�es the applicability
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FIGURE 6 | The root mean square (RMS) of the error between the pendulum
angle and reference angle, applied torque, and applied FES pulse current
amplitude to plantar�exors (PF) and dorsi�exors (DF) for different test
paradigms. F indicates FES controlled balance, and V indicates disrupted
voluntary control of muscle contractions. The results are presented as boxplot
among all subjects, for all test paradigms (indicated with P1–P4). Boxplots
related to FES condition are shown is black and those relatedto VOL condition
are shown in blue. Asterisk indicates signi�cant difference(p < 0.05) between
FES and VOL conditions.

of the inverted pendulum model and its implementation using
the IPSA.

Using an inverted pendulum model, previously designed
surface FES controllers for standing balance have practically
been implemented on up to three subjects and/or for< 1
min (Hunt et al., 2001; Gollee et al., 2004; Holderbaum
et al., 2004; Mihelj and Munih, 2004; Kobravi and Erfanian,
2012). Consequently, there was still a need for assessing their
performance in the long-term and for several subjects before
their clinical implementation. Furthermore, previous studies
usually suggested the use of a complicated controller for this
purpose, which did not necessarily have physiological relevance.
Evidences exist that the CNS utilizes feedbacks based on changes
in both COM displacement and velocity to modulate standing
balance (Masani, 2003; Masani et al., 2006; Welch and Ting,
2009). Therefore, to mimic the physiological control strategy
for maintaining standing balance, the FES controller should
use such feedback, for example in a PD controller structure.
Adding an integral component in our proposed controller
may not have speci�c physiological relevance. Nevertheless,for
experimental implementation, we applied a PID controller in the
FES controller to minimize the accumulated errors (steady-state
o�set) due to the measurement errors of COM displacement,
mass, COM height and o�set reference angle, which may have
inaccuracies. In addition, an integral component would reduce
the steady-state o�set due to model uncertainties, such as muscle

FIGURE 7 | Rise time (s), Settle time (s), and Overshoot (%) for test paradigm
2 (P2: standard weight) and paradigm 4 (P4: body weight). Foreach test the
median parameter for the four steps is reported. F indicatesFES controlled
balance, and V indicates disrupted voluntary control of muscle contractions.
The results are presented as box plot percentiles among all subjects. Boxplots
related to FES condition are shown is black and those relatedto VOL condition
are shown in blue. Asterisk indicates signi�cant difference(p < 0.05) between
FES and VOL conditions. Red and black (1 ) signs indicate the 50% and 75%
percentiles, respectively, at in�nity.

behaviors that were not taken into account in our study (e.g.,
muscle fatigue, re�ex, and spasm). For example, inFigure 5,
the FES amplitude applied to the plantar�exors showed slight
drift over time while the generated torque did not drift visibly.
This drift can be because of muscle fatigue and its e�ect on the
muscle response to FES. Notably, these muscle behaviors would
be more pronounced in neurologically impaired individuals, and
we believe that the integral component of the PID controller
contributes to reducing steady-state or accumulated errorsover
time. The PID controller is known as an easy-to-use and practical
controller for many applications that utilizes feedback fromboth
displacement and velocity. However, its comprehensive design
and implementation for closed-loop control of FES have been
lacking. Preliminary studies of our group on an individual with
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complete spinal cord injury (ASIA-A) (Tan, 2008) and three able-
bodied individuals (Same et al., 2013) showed the potential of
the PID controller to regulate FES amplitudes applied to the
ankle �exors and to improve standing stability using the IPSA.
However, the selection of appropriate controller parameters was
not thoroughly investigated. The present study increases the
physiological relevance of this previous research by developing
a systematic method of selecting controller parameters, using an
inclusive model for CNS control strategy and muscle dynamics.
This was also the �rst time that a systematic method for surface
FES controller design for standing balance has been veri�edfor
several subjects, for up to 5 min, and in a variety of experimental
paradigms.

FES Controller vs. Voluntary Control of
Muscle Contraction
The IPSA can suppress vestibular, visual and some proprioceptive
sensory inputs and in fact, cause a disruption to voluntary
control. Therefore, instead of impaired balance control in
neurologically impaired individuals, eyes-closed voluntary
control of balance in able-bodied individuals using IPSA
(VOL condition) could be used, for comparison with the
FES condition. As such, we would be able to investigate the
e�ciency of the PID controller for FES when voluntary control
of balance is disrupted. Notably, the VOL condition represents
the disrupted voluntary control of balance and cannot be used
to compare the FES condition with intact voluntary balance
control. In this way, potential di�culties related to recruitment,
heterogeneity and safety in patient populations were avoided.
Figures 5–7 show improved balance for the FES condition
over the VOL condition in di�erent test paradigms, in terms
of RMSE between the controlled and reference angle, and
transient response of the controller (characterized with rise time,
settling time, and overshoot). Our observations can indicate
the PID controller's potential to compensate for impaired
voluntary control in neurologically impaired individuals,
although eventually a multi-joint control strategy shouldbe
implemented for clinical applications. At the same time, there
was no signi�cant di�erence between the torque applied in
FES and in VOL conditions, which indicates that the extent
of mechanical e�ort required by the two controllers is similar
(Figure 6). Moreover, the applied FES amplitudes were within
a tolerable range for our subjects (Figure 6), and thus this
controller can be practical for the application of surface FES
electrodes. Despite its simple structure, the PID control strategy
was even able to maintain balance in the body weight-matching
paradigm and demonstrated e�cient performance even in
the presence of perturbations. Notably, our subjects had little
training with FES, and we expect that future users of this
neuroprosthesis would not need extensive FES training before
using it.

PID Controller Performance
We chose both Standard-weight and Body-weight experimental
paradigms to (a) assess the FES controller performance across
all subjects for stabilizing the same weight and size of an
inverted pendulum to assess the inter-subject variability of the

controller performance; and (b) investigate the possibilityof
maintaining the balance of an individual-speci�c, body-weight
matched inverted pendulum. The long-term (5 min) trial was
assessed only once to minimize the in�uence of muscle fatigue
on other experimental paradigms. Nevertheless, our additional
5-min quiet-standing experiments on a few subjects showed this
capability in the designed controller.

According to Figure 4, the inter-subject variability ofKP
for plantar�exors was due to di�erent muscle strength and
response to FES among subjects. We expect the value ofKP to be
di�erent for clinical populations, such as individuals with spinal
cord injuries.KD showed relatively small inter-subject variability
(< 25%). For most subjects and test paradigms,KI equal to 25 was
selected in simulation and experimentally implemented. Because
of the rare need for the activation of dorsi�exors, we assumed
the sameKD and KI to those considered for plantar�exors and
assumed an identical value ofKP for all subjects in the simulation
phase. These controller parameters for the dorsi�exors were later
tuned during experiments.

The controller parameters obtained through simulations
required individual-speci�c tuning, often< 25% of the values
obtained through simulation (Figure 4). This was because of
the di�erence between the actual and modeled systems. In
general,KP for plantar�exors required greater tuning than
other parameters. This may be due to the inter-subject
variability of passive controller parameters. We were not able to
experimentally assess these parameters and thus used the same
value based on the literature for all subjects. Test paradigms
(iii) and (iv) required more tuning than paradigms (i) and (ii).
We believe that in paradigms (iii) and (iv), the neuromuscular
system showed greater nonlinearity and system delay and thus
our introduced model inFigure 3 was less accurate. Adding
nonlinear elements to the muscles and controllers model when
a large load or perturbation is applied can improve the accuracy
of closed-loop system's model.

Since investigating the best optimization routine was not
targeted in our study, our optimization approach was based on a
basic grid search method. Although more advanced optimization
techniques would be more e�cient and faster in determining
the optimal parameters, our grid search optimization approach
required only a few minutes to determine the controller
parameters and our simulations did not show a major change
in the controller performance as well as moderate variation of
controller parameters.

Our results for RMSE of pendulum angles (< 1.2 deg,
Figure 6) were smaller than (or at least comparable to) the
previous studies that utilized more complicated control strategies
(Kobravi and Erfanian, 2012). Note that our employed control
strategy was similar to the control strategies employed by the
CNS for standing balance in the literature (Peterka, 2000, 2002;
Masani, 2003; Masani et al., 2006). In addition to the choice
of a physiologically relevant control strategy, our controller
model included physiologically relevant time delays, passive
control components and a model of voluntary control of muscle
contractions. This physiological relevance may justify the choice
of PID controller for FES regulation and its e�ciency despiteits
simplicity.
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Limitations and Future Directions
The successful implementation of the designed PID parameters
demonstrated the potential for our suggested methodology tobe
applied in a wide range of clinical settings as neuroprosthesis.
However, it should be noted that this approach was only tested
for able-bodied individuals and must be further veri�ed for
individuals with di�erent types of neuromuscular impairment.
The clinical implementation of our proposed approach for
neurologically impaired individuals (e.g., individuals with spinal
cord injury) requires further modeling of muscle response toFES,
which may be challenging (Nataraj et al., 2012). Some of these
challenges associated with this population are the limited muscle
force actuation, the nonlinear and less predictable responseof
muscles to FES, and the impaired muscle re�exes that would be
di�erent to those modeled in this study.

Although the ankle joint contributed signi�cantly to
maintaining standing balance, the roles played by knee and hip
joints as well as upper limbs motion must be further studied
to develop the design of a 3D multi-joint FES controller thatis
required prior to clinical implementation of a neuroprosthesis
for standing balance (Vette et al., 2009; Nataraj et al., 2016). In
addition, we studied standing balance only in the sagittal plane.
A multi-joint FES controller can maintain standing balancein
frontal plane as well. Nataraj et al. proposed an approach that
applies FES to multiple body muscles to control multiple joints,
which makes clinical implementation of the neuroprostheses
more realistic. Their FES controller required e�orts by upper
extremities. They tested this approach through simulation and
demonstrated the potential for experimental implementation on
individuals with spinal cord injury (Nataraj et al., 2010, 2012,
2013, 2016).

Although we assessed the robustness of the controller
against perturbations [test paradigm (iii)], we did not further
investigate the PID performance sensitivity to the PID gains
(controller parameters) through additional measurements in
order to prevent muscle fatigue in subjects. Nevertheless, in our
simulations, moderate variation of these gains did not result
in a major change in the controller performance, in terms
of angular RMSE. Notably, the sensitivity of the controller
performance to measurement errors could lead to additional
challenges particularly because of the small ranges of angular
errors with respect to the reference angle (Nataraj et al., 2010).
This was not targeted in our study but should be studied before
clinical implementations on individuals with spinal cord injuries.

Our proposed controller for FES was tested for quiet standing
with small ranges of standing excursion. It should be further

tested for the control of a larger body sway that requires multi-
joint closed-loop controller FES application. Moreover, the FES
on the dorsi�exors was activated in the presence of perturbation
[paradigm (iii)] and rarely in other test paradigms. Therefore,
we were not able to assess the sensitivity of the neuroprosthesis
performance to the choice of PID controller parameters for
dorsi�exors. Finally, we applied a �rst-order linear model for
muscle dynamics (Mihelj and Munih, 2004). More accurate
modeling of the muscle dynamics could further improve the
controller's performance (Rouhani et al., 2016).

In conclusion, we demonstrated the potential of designing
PID controllers for closed-loop controlled surface FES
applied to ankle muscles to improve standing balance and
tested the designed controllers on several individuals and
in di�erent experimental paradigms. A PID controller that
mimicked the physiological balance control strategy was
e�cient for this purpose. The balance with closed-loop
controlled FES showed improved steady state and transient
response compared to the voluntary balance control with
disrupted sensory information. The developed methodology
can facilitate clinical implementation of a neuroprosthesis
for standing balance toward improving the quality of life
of neurologically impaired individuals. However, further
investigation on clinical implementation of this approach is
required.
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