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Quantitative imaging technologies for in-situ non-destructive testing (NDT)
demand high-resolution, wide-�eld, and stable metrology capabilities.
Moreover, live processing and automation are vital for real-time quality
control and inspection. Conventional methods use complex optical setups,
resulting in large, immobile systems which can solely operate within
controlled environmental conditions due to temporal instabilities, rendering
them unsuitable for in-situ measurements of micro-to nano-scale physical
phenomena. This article delves into the multiphysics application of lensless
digital holography, emphasizing its metrological capacity for various in-situ
scenarios, while acknowledging and characterizing the differing constraints
imposed by various physical phenomena, both transient and steady-state. The
digital reconstruction of holograms is computed in real-time, and numerical
focusing capabilities allow for instantaneous retrieval of the optical phase at
various working distances without the need of complex optical setups, making
lensless digital holography well-suited for in-situ quantitative imaging under
various types of environments. Current NDT capabilities are demonstrated,
including high-resolution and real-time reconstructions, simultaneous
measurements for comparative metrology, and practical applications ranging
from vibrations and acoustics to thermo-mechanics. Furthermore,
methodologies to enhance overall metrology capabilities are exploited,
addressing the study of existing physical phenomena, thereby expanding the
applicability of holographic techniques across diverse industrial sectors.
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1 Introduction

The applicability of optical and non-destructive testing (NDT) technologies for in-situ
measurement of components within industrial environments relies on key metrological
capabilities. In order to meet the stringent demands of in-situ and fast-paced industrial
quality control and inspection, such technologies require aspects such as miniaturization,
opto-mechanical stability, real-time processing, and automation. Digital Image Correlation
(DIC) is one of the most prominent optical metrology tools that has been used in industry
for a variety of applications. However, DIC requires time-consuming preparation of
samples as well as extensive calibration procedures and the measurement resolution is
limited compared to interferometric methods (O’Donoughue et al., 2023). Laser metrology
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methods such as digital shearography and Scanning Laser Doppler
Vibrometry (SLDV) have also been implemented within industrial
applications and are both relatively robust to temporal instabilities
(Fu et al., 2021). Digital shearography is a speckle pattern
interferometry technique that directly measures the strain �eld.
Since this method relies on shearing of one of the superimposed
speckle �elds, additional steps are necessary in order to capture the
complete in-plane strain vector. SLDV uses the Doppler shift to
measure the instantaneous velocity of a dynamic object, and its
disadvantage lies in the fact that its full-�eld measurements are
digitally constructed by individual point measurements taken at
different instances in time. Therefore, full-�eld measurements of
non-repeatable phenomenon, or where samples endure time-
varying behaviors, are challenging for SLDV methods (Castellini
et al., 2006).

Digital holographic interferometry (DHI) is a high-resolution
quantitative imaging method to extract the optical phase changes in
light and has been widely used for NDT (Pryputniewicz, 1988;
Newman, 2005; Ganesan, 2009), measurement of micro-to nano-
scale displacements (Rastogi, 2013; De la Torre Ibarra et al., 2014;
Hernández-Montes et al., 2020), vibrations (Pryputniewicz, 1985;
Picart et al., 2005), and �uid mechanics (Cubreli et al., 2021; Psota
et al., 2023), among other applications and physical phenomena.
Conventional DHI methods, such as Electro Speckle Pattern
Interferometry (ESPI) and Stetson holographic interferometry,
use the use of lens components to relay the optical information
of interest onto a recording media, in most cases a camera sensor.
Because of this, limitations to metrological capabilities are
introduced, such as instabilities that arise from the addition of
weighted components, and a constrained working distance (WD)
which can only be adjusted by physically moving either the lenses or
imaging sensor. Lensless DHI is a method which numerically
reconstructs optical �elds based on diffraction of light, and
therefore, does not rely on optical lenses to retrieve this
information. The ability to mathematically reconstruct a �eld at
any given distance gives rise to special measurement capabilities that
are of interest for in-situ metrology and industrial applications
(Kumar and Dwivedi, 2023). Multiple components can be
inspected at various WD’s instantaneously, and advanced
methods have been implemented for extended capabilities such
as 3D and tomographic measurements using multiplexed
holography (Khaleghi et al., 2015a; Khaleghi et al., 2015b;
Musta� and Latychevskaia, 2023). Furthermore, the lack of
optical lenses allows for miniaturization of DHI systems, which
in turn leads to improvement in temporal stability.

The industrial realm demands a comprehensive array of
metrological attributes to address the multifaceted challenges it
presents (Harding, 2008). Prominent capabilities include large
�eld-of-view (FOV), high-resolution, high temporal stability,
real-time processing, and automation. In the aerospace
industry, the inspection of large aircraft components requires
wide-�eld metrology. Methods have been developed to enhance
the FOV of holographic systems (Schnars et al., 1996; Tahara et al.,
2015; Lagny et al., 2019). For quality testing of such components,
the destructiveness in experimental testing must be minimized,
and thus, vibration deformations must be kept in the micro-to
nano-scale, leading to the need of high-resolution metrology.
Quality inspection and testing within manufacturing processes

requires real-time and in-situ monitoring, full-�eld analysis, and
extended focusing, among other capabilities. Advanced digital
holographic methodologies for use in direct printing as well as
additive manufacturing of soft materials have been previously
reported (Wang et al., 2022). Furthermore, the industrial
workspace at times, especially for real-time and in-situ
monitoring in additive manufacturing, will not allow the use of
externally decoupled structural reference frames such as vibration-
isolated optical tables. Therefore, temporal stability is regarded as
one of the most prominent challenges for DHI in industry (Javidi
et al., 2021). Methods such as single-shot phase extraction (Kakue
et al., 2011; Xia et al., 2021; Kumon et al., 2023), self-reference (Hai
and Rosen, 2021), common-path (Ebrahimi et al., 2020; Kumar
et al., 2021; Zhang et al., 2021; Kumar et al., 2023), and de-noising
by arti�cial intelligence (AI) (Montresor et al., 2020) can be
implemented for tackling this challenge. Due to the fast-paced
environment, time-consumption must be minimized, which makes
real-time processing and automation capabilities crucial. This has
led to the incorporation of AI in the processing of holographic data
using deep-learning methods (Xu et al., 2023; Zhou et al., 2023).
These challenges encompass not only the hardware and software
components of DHI systems but also the adaptability and
reliability of the technique within the demanding environments
typical of industrial settings.

This paper centers on the multifaceted capabilities of lensless
digital holography within a plethora of measurement and loading
conditions, both transient and steady-state. The objective is to
delineate the capabilities required for robust and reliable in-situ
metrology under industrial settings. After the lensless DHI system is
validated, practical applications are demonstrated in three examples,
encompassing a wide range of industrial domains. The �rst example
focuses on steady-state dynamics in the aerospace industry using
real-world turbomachinery components. The second explores
transient thermo-mechanics and thermally induced deformations
in heat sinks for electronics and manufacturing sectors. Lastly,
measurements of acoustically induced vibrations are
demonstrated for the study of hearing mechanics and the
auditory system.

2 Materials and methods

2.1 Lensless digital holography

Digital holography is an optical technique used to extract the
amplitude and phase of light. In order to properly extract these
parameters, digital holography uses the superposition of two unique
coherent wavefronts which stem from the same light source but have
each undergone diverse conditions in their respective paths. The
superposition of these waves can be described by,

h �, �� � � O �, �� � + R �, �� �,

where O(�, �) is the wavefront that has interacted with a sample of
interest and is therefore called the object beam, R(�, �) is the other
wavefront that did not interact with said sample and is called the
reference beam, and (�, �) are the discretized positions at the
recording plane. The recording media is a CCD image sensor.
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Therefore, the information captured by the CCD is the intensity of
the hologram, which can be described by,

I �, �� � � h �, �� �
����

����2

� O �, �� �
����

����2 + R �, �� �
����

����2 + O* �, �� �R �, �� � + O �, �� �R* �, �� �,

where * denotes the complex conjugate. The components
|O(�, �)|2 + |R(�, �)|2 are often referred to together as the DC
term. The component of interest is either O*(�, �)R(�, �) or
O(�, �)R*(�, �), which are both regarded as “twin” images. Either
one can be used as the complex transmission function t(�, �)
of the object, and thus, needs to be separated and extracted from
I(�, �).

Each of the components can be visualized in the Fourier domain
F I(�, �)� �. Therefore, conventional methods use an off-axis
con�guration between reference and object waves in order to add
spatial carriers which separate t(�, �) from the DC term and its
“twin.” In this work, however, an in-line con�guration is used, and
the complex transmission is extracted via a 4-step phase-shifting
approach. The optical path length (OPL) of the reference wave is
modulated as a step function with each step being �/2 of the
wavelength (�/4). Therefore, the complex transmission function
can be calculated by,

t �, �� � � I0 �, �� � � I� �, �� �� � + i I3�/2 �, �� � � I�/2 �, �� �� �.

The transmission, however, is calculated at the CCD plane
instead of the object plane, where the complex information is of
interest. Without a positive lens con�guration which projects the
object plane onto the CCD plane, the complex transmission at the
object plane must be reconstructed. This is done by solving the
Rayleigh-Sommerfeld diffraction formula (Kreis, 1996),

� x�, y�� � �
1
i�

		 t �, �� �
exp ik�� �

�
cos � d� d�,

with,

� �






















d2

0 + � � x�� �2 + � � y�� �2
�

,

where x� and y� are the discretized positions at the object plane, d0 is
the reconstruction distance, � is the light wavelength, k � 2�/� is the
wavenumber, and cos � is the obliquity factor.

2.1.1 Reconstruction algorithm
There are multiple methods for solving the diffraction formula

(Kreis et al., 1997) to reconstruct the complex �eld at the object
plane. Figure 1 displays the mathematical procedure (algorithm)
used for reconstruction and extraction of the optical phase. In this
paper, the Fresnel approximation method with the chirp function is
used. The transmission function calculated from the phase-shifted
holograms is �rst multiplied by the chirp function, �. Then, it is
transformed into the frequency domain through a Fourier
Transform (FT). Finally, it is multiplied by the quadratic phase
factor, Q,

� n, m( ) � Q n, m( ) × FT t k, l( ) × � k, l( )� �.

The reconstructed complex �eld is denoted by �(n, m), where n
and m are the digitized coordinates of (x�, y�) at the object plane.
The quadratic phase factor, Q(n, m), and chirp function, �(k, l), can
be described, respectively, by,

Q n, m( ) � exp �i��d0
n2

N2��2 +
m2

N2��2� 
� �,

and

FIGURE 1
Schematic of the numerical reconstruction process. The phase shifted holograms are recorded and then multiplied by a 2D chirp function, �(�, �).
The result is transformed into the frequency domain via a 2D discrete Fourier transform, where the complex �eld is acquired. The optical phase, �(n, m), is
extracted from the �eld by taking the inverse quadrant tangent of the imaginary component, sin �, over the real, cos �. The fringe-locus function,
�(n, m), is computed from performing 2D phase unwrapping of the phase.
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� k, l( ) � exp �
i�
�d0

k2��2 + l2��2� �� �,

where N2 is the total number of pixels, �� and �� are the pixel
dimensions of the CCD sensor, and (k, l) are the digitized
coordinates of (�, �) at the CCD plane. For computational
ef�ciency, the quadratic phase factor, Q, is neglected as it is not
needed when computing intensities or phase differences (Kreis
et al., 1997).

The reconstructed �eld is complex in nature, � � Aei�, and
contains both the amplitude, A(n, m), and phase, �(n, m), of the
object wavefront. The parameter of interest, for purposes in
metrology, is the optical phase. Since � can be rewritten as,
A cos � + i A sin �, the optical phase can be extracted by,

� n, m( ) � arctan
Im � n, m( )[ ]
Re � n, m( )[ ]

.

where Re[. . .] and Im[. . .] denote the real and imaginary
components, respectively.

2.1.2 Double exposure method
The optical phase calculated from a single reconstructed �eld

would yield static information, and thus, changes to the optical
phase are measured interferometrically via a double exposure
(DE) method. In this method, a hologram of an “undeformed”
reference state is recorded and subsequently subtracted from
“deformed” states of the object. This operation yields the phase
difference, which for simpli�cation of algorithm, can be directly
calculated by,

�def � �ref � arctan
Re �def[ ] • Im �ref[ ] � Re �ref[ ] • Im �def[ ]
Im �def[ ] • Im �ref[ ] � Re �ref[ ] • Re �def[ ]

.

Due to the nature of the four-quadrant inverse tangent, the
phase values are wrapped within [��, �] (mod2 �). Therefore, the
phase difference �eld needs to be unwrapped,

� n, m( ) � unwrap �def � �ref[ ],

where �(n, m) is the fringe-locus function of the DE hologram.

2.1.3 Numerical focusing
Conventional holographic methods, such as electro-speckle pattern

interferometry (ESPI) and Stetson holographic interferometry, use
imaging lenses which have a positive effective focal length to project
the object plane onto the CCD plane (Kreis et al., 1997). Due to this,
either the lenses or the CCD plane must be physically moved in order to
modify the object plane’s distance. In lensless digital holography, as
described in Section 2.1.1, the complex �eld is numerically
reconstructed at the object plane, and therefore, multiple �elds at
different distances can be reconstructed instantaneously, as
shown in Figure 2. This is especially useful in circumstances
where, for example, the sample’s geometry extends beyond the
system’s depth-of-�eld (DOF) at the object plane, or there are
multiple components at various distances to be inspected for
comparative metrology purposes.

2.1.4 Reconstructed imaging parameters
The chirp function, �(k, l), used in the reconstruction is a 2D

oscillatory signal whose frequency linearly varies with the spatial
coordinates. Therefore, the computed complex �eld is expanding with
increasing reconstruction distances. Due to this, the spatial parameters
will vary with the distance as well as other parameters to be discussed.

2.1.4.1 Field-of-view (FOV)
The �eld-of-view (FOV) of the reconstructed �eld is determined

by the maximum angle permissible between the object and reference
wavefronts. Therefore, the FOV is dependent on the geometrical
constraints of the incoming reference as well as the CCD sensor. To
satisfy the Nyquist criteria, the maximum accepted angle, �max,
between object and reference wavefronts is determined by a
minimum fringe period whose frequency is twice that of the
CCD’s spatial frequency (Kreis, 2002),

�max <
�

2��
.

2.1.4.2 Resolution
The resolution of the reconstructed �eld can be determined by

discretizing the FOV, N�x� × N�y�. For small angles,
tan �max � �max � N�x�/2d0. Therefore, the reconstructed pixel size
at the object plane can be described as, �x� � d0�/N��, in the
x-direction and, �y� � d0�/N��, in the y-direction. Furthermore, it
is important to address the degradation of spatial resolution that occurs
due to the presence of laser speckles, which has been previously studied
and reported to be as large as 50% (Kozma and Christensen, 1976).

2.1.5 Enhancement of FOV by creation of
virtual object

As mentioned in Section 1, an important in-situ and industrial
metrology capability is the measurement of large FOV components. To
�t such components within the maximum permissible angle of the
object wavefront, described in Section 2.1.4.1, the working distance
would need to be increased. This solution, however, will decrease the
signal-to-noise ratio (SNR) and further expose the stability of the system
to random external environmental �uctuations.

Therefore, in the measurement of components that do not �t within
the reconstructed FOV, a negative lens is placed in front of the CCD.

FIGURE 2
Instantaneous numerical focusing capabilities of lensless
holography from a single phase-shifted hologram based on Fresnel
approximation method. The complex �eld at the CCD plane (�, �) is
propagated forward at any given distance, d0 , to reconstruct the
�eld at the object plane (m, n).
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The negative focal length modi�es the object wave incident ray angles,
and therefore, larger angles now �t within the permissible range. Due to
the inclusion of a lens, the reconstruction distance is modi�ed, as shown
in Figure 3. Mathematically, a virtual object, which is smaller than the
real object and whose size depends on the focal length of the lens, is
created at a distance, b, from the lens. Thus, the modi�ed reconstruction
distance is now (Schnars et al., 1996),

d0
� � b| | + dlens,

where dlens is the distance between the CCD and lens, and b �
(f�1 � g�1)�1 with f denoting the focal length of the lens, and g
denoting the distance between the virtual and real objects.

2.2 Stroboscopic modality

The measurement of high-speed motions typically requires
high-speed recording devices. High-speed holographic
interferometry has some advantages for industrial applications
because the motions are captured within 5–20 ms (Ruiz-Cadalso
and Furlong, 2023a; Ruiz-Cadalso and Furlong, 2023b), and thus, its
sensitivity to external environmental disturbances is minimized.
However, while the motions are repeatable, such as in the
measurement of vibration deformations, a conventional CCD
camera can be used as long as the illumination is strobed at the
same frequency of the repeating high-speed motions. Therefore, for
measurement of vibrations and acoustics, both the object and reference
beams are strobed using an acousto-optic modulator (AOM). In these
applications, the object motions are induced by sinusoidal excitations
either mechanically or acoustically. In order to successfully strobe the
illumination, the AOM is placed in front of the laser, interacting with
the original beam prior to being split into reference and object
counterparts. As part of the opto-electronic holographic system, a
dual-channel arbitrary function generator (AFG) is used. The �rst
channel generates the sinusoidal excitation signal which is used to
stimulate the object, and the second channel generates a pulsed signal

used for strobing. The pulse signal serves as a TTL interface for the
AOM in order to engage it at the high-level range and disengage it at the
low-level range. The frequencies of both channels are locked at the same
value in order to avoid a frequency drift.

The AOM may be used as long as the response time is within
2.5% of the period of the high-speed motion. The pulse width,
often called the duty cycle, of the strobe signal determines the
percentage of the vibration cycle that is being illuminated, and it is
typically 2%–5% (Flores Moreno et al., 2011; Khaleghi et al., 2013).
The optimized duty cycle will depend on the frequency of
excitation and the instantaneous velocity (temporal slope of
deformation) of the motion that is being measured. With this
con�guration, speci�c instances of the vibration cycle can be
captured by controlling the phase of the strobe signal as long as
the excitation signal is phase-locked. The measurement procedure
consists of �rst capturing a reference “undeformed” state of the
object when the strobe phase is at 0o, and then discretely phase
shifting the signal to capture the DE holograms that make up the
complete vibration path.

2.3 Design of experimental setup

The design of the opto-electronic holographic setup is displayed
in Figure 4. The setup consists of a mechanical positioner, shown in
Figure 4A, an optical head (OH), shown in Figures 4A, B laser
delivery (LD) and the computer, instrumentation and software
(CIS), shown in Figure 4C. A continuous-wave single-
longitudinal-mode laser (Coherent, Inc. 315M-50 SL) generates a
50 mW beam with a diameter of 1 mm and a center wavelength of
532 nm in the LD in free-space and is subsequently diffracted by a
Tellurium dioxide (TeO2) AOM (G&H Photonics 23110-1-LTD)
with a rise time of 159 ns. The �rst order diffraction, which is
modulable by the AOM as described in Section 2.2, is divided into
two using a 10:90 beam splitter, re�ecting 10% (reference beam) and
transmitting 90% (object beam). Two externally triggered optical
beam shutters are placed subsequent to the beam splitter, one on
each path, in order to compute the beam ratio for optimization of
fringe contrast. The reference beam is then deviated 90° by a mirror
mounted onto a piezo-electric transducer (PZT) used for phase
shifting. Both object and reference beams are then coupled into
singlemode optical �bers 2.5 m in length using �ve-axis �ber-optic
positioners (Newport 9131NF). At the OH, the optical �bers are
connected to custom-manufactured opto-mechanics. The object
beam �ber-optic output is expanded using a bi-concave lens
prior to being illuminated onto the sample of interest. The
reference beam is deviated 90° by a mirror and subsequently
interfered with the scattered object irradiance via a 50:50 beam
combiner. The superposition of the wavefronts is captured and
recorded by a 5 MP (2,456 × 2,058) CCD camera (Allied Vision
Stingray F-504B) with a pixel pitch of 3.45 � m. For large FOV
samples, a wide-angle, 50°, top-hat diffuser is used for illumination,
and a negative-focal-length lens, as indicated in Section 2.1.5, is
placed in front of the beam combiner. The OH is �xtured onto the
end-effector of a 7-degree-of-freedom mechanical positioner in
order to obtain proper manipulability and alignment with respect
to the sample of interest. Hardware triggering of the image capture
as well as control of particular components in the LD are done

FIGURE 3
Creation of a virtual object for capturing large FOV samples by
use of a negative focal length lens. Objects with areas which are
outside of the holographic FOV, determined by the maximum
permissible angle, �max , of the CCD sensor, can be observed in a
mathematical virtual object whose distance, do�, and size depends on
the geometrical con�guration of the system as well as the negative
lens’ focal length.
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through the CIS, which consists of the computer and software, AFG
(Tektronix), PZT controller (Thorlabs, Inc.), and data acquisition
system (National Instruments). The in-house developed software

(Harrington et al., 2010) interfaces with the camera and instruments,
and is able to provide real-time, live, reconstructions of holograms
and computations of time averaged and DE data.

FIGURE 4
Designed opto-electronic setup for lensless stroboscopic digital holographic measurements: (A) integration of subsystems depicting the laser delivery
(LD) connected to the optical head (OH) which is attached to the mechanical positioner; (B) the opto-mechanical design of the OH; and (C) the LD
components and its connections to the OH and computer, instrumentation and software (CIS). I/O is trigger input/output, M is mirror, and BS is beam splitter.

FIGURE 5
Schematic of geometrical arrangement for determination of sensitivity. When a sample undergoes a local displacement, d

.
, the holographic system

will only measure the component along its sensitivity vector, K
.

, which is determined by the vectorial subtraction of the observation, b
.

, and illumination,
s., vectors. The displacement induces a change in the optical path which relates to the fringe-locus function by the wave vector, ��

.
� OPD • k

.
.

Frontiers in Photonics frontiersin.org06

Ruiz-Cadalso and Furlong 10.3389/fphot.2024.1351744

https://www.frontiersin.org/journals/photonics
https://www.frontiersin.org
https://doi.org/10.3389/fphot.2024.1351744


2.3.1 Sensitivity vector variations
The stability of holographic systems relies, among other factors,

on minimizing the absolute displacements, which are typically
induced by external environmental disturbances, between the OH
and the sample of interest along the sensitive direction. To correctly
tackle the stability problem in digital holography, the sensitivity
direction must be determined. This parameter depends on the
sensitivity vector of the system, which is derived by the opto-
geometric constraints between the OH setup and a sample of interest.

A schematic depicting the geometric constraints of the
optical rays as well as their respective modi�cations during
deformation of the sample is shown in Figure 5. The
illumination of a point, P, on the sample can be described by
a vector which originates from the endface position of the
optical �ber. The observation vector is that which is re�ected
or scattered from P and is received by a pixel, (�, �), in the CCD
sensor. The sensitivity vector, K

.
, of the system at P can be

described by the vectorial subtraction of illumination and
observation vectors, b

.
� s.. When a local deformation is

induced on the sample at P, the changes in the OPL of the
light, also known as the optical path difference (OPD), can be
determined by a relationship between the deformation direction
and the sensitivity of the system, OPDP � d

.
• K

.
. The out-of-

plane component of the OPD can be simpli�ed as,

OPD� � d� 1 + cos �( ),

where d� is the out-of-plane component of the deformation vector,
d
.

, � is the angle between the illumination, s., and observation, b
.

,
vectors, and � denotes the out-of-plane component. The OPD
induced by deformation of the sample is related to the phase
change of the DE hologram by, ��

.
� OPD • k

.
, where k

.
is the

wave vector and its magnitude, | k
.

| � 2�/�, is the wavenumber.
Therefore, the out-of-plane displacements that are measured with
the designed holographic system are described by,

d� �
� ���

2� 1 + cos �[ ]
.

2.3.2 Stability
As discussed in the previous section, the stability of a holographic

system is determined by its robustness to external factors which disturb
the OPD between the reference and object beams. These disturbances
can be categorized as either short- (transient) or long-term (steady-
state). The stability of the system must be validated for these conditions
in order to determine which applications it is suitable for.

The short-term stability of the system is studied by analyzing the
mean optical phase, ���, of an ideal rigid sample. These types of
instabilities affect mostly the measurement of absolute displacements,
or when the boundary areas of harmonic deformations are not
captured within the FOV. For example, the measurement of mode
shapes of a cantilever beam is only validated against short-term
instabilities as long as the instantaneous optical phase of a point
on the boundary �xture is known. Long-term stability, which is the
system’s robustness against steady-state disturbances, is validated by
analyzing the decorrelation of speckles. This is done by computing the
modulus of the complex coherence coef�cient in time lapsed
holograms, which is described by Dainty (1975),

	 �
��ref�*

i �












� �ref| |2�� �i| |2�

� ,

where �ref and �i are the reconstructed complex �elds for the
reference “undeformed” and subsequent states of the sample,
respectively, and � . . . � denotes the statistical average. The
solution to |�| has been previously studied, where it was used to
model and predict speckle decorrelation to achieve denoising of the
measured optical phase (Meteyer et al., 2021; Picart, 2021), and is
used in this paper for stability validations.

3 Implementation and validation

3.1 Realized opto-electronic
holographic setup

The realized opto-electronic setup for lensless digital holography is
depicted in Figure 6. The LD subsystem is enclosed, and the optical
�bers for reference and object beams connecting to the OH are encased
in a stainless-steel jacket. The OH setup is attached to the end-effector
of a custom-built mechanical positioner (Dobrev et al., 2010).
The positioner’s base can be screwed onto the optical table for
�xturing and disengaged for free positioning along the X-Z plane.
The tower component contains two rack-and-pinion mechanisms,
one for Y-adjustments (height) and the other for Z-adjustments. For
additional degrees of freedom, a gimbal mount was installed for 	-
and 
-adjustments (pitch and roll, respectively).

3.2 Validation of measuring performance

Various capabilities of the lensless holographic system are
characterized as needed for in-situ metrology. The
measurement and imaging performances are validated with
the use of standardized samples. Throughout this section, the
imaging resolution, DOF, and temporal stability are fully

FIGURE 6
Realized opto-electronic holographic setup. The LD subsystem
is enclosed, and the reference and object beam �bers which connect
to the OH are encased in a stainless-steel jacket for protection. The
OH is attached to the end-effector of the mechanical positioner,
which has 7 degrees of freedom for high dexterity.
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characterized prior to determining the system’s use for
particular applications.

3.2.1 Imaging resolution
The spatial resolution of the system is validated with the use of a

standardized resolution test target (USAF 1951). The target is
positive, using a chrome pattern with clear background, and a
white glass is placed behind to use as a background for
improvement of contrast. The speci�c target has no birefringence
and is therefore not polarization dependent. It can be used to
characterize spatial resolutions from 1 to 57 lp/mm (Groups
0–5). The system is tested for working distances (WD’s) of 200,
500 and 1,000 mm. In order to achieve high uniformity in
illumination distribution at each WD, the top-hat diffuser,
described in Section 2.3, was used. The results are depicted in
Figure 7, where Figure 7A shows the intensities of the
reconstructed �elds at each WD, and Figure 7B contains a plot

comparing the cross-sectional distribution pro�les of each �eld. The
reconstructed intensities show groups 0 and 1, and zoomed-in
versions show groups 2 and 3. The plot shows the intensity
pro�les for elements 1 through 6 in groups 0, 1 and 2 for all
three WD’s. The validated resolutions determined are
approximately 12.7, 9, and 5 lp/mm for WD’s 200, 500 and
1,000 mm, respectively.

3.2.2 DOF
The DOF of the system is characterized using a contrast target

designed with one row of line pairs at 5 lp/mm. The line pairs are
imaged perpendicularly with respect to the optical axis of the OH.
Similar to the validations of spatial resolution, the system’s DOF
is tested for WD’s of 200, 500 and 1,000 mm. At each WD, the
OH is displaced over an array of stepped positions relative to the
focal plane in order to measure the variability of defocusing. The
results are depicted in Figure 8, where Figure 8A shows the
intensities of the reconstructed �elds at three chosen OH
positions for each WD, Figure 8B depicts a plot of the
intensity pro�les of each �eld, and Figure 8C depicts the
degree of defocusing trend calculated for each WD. The
degree of focus is quanti�ed by a Gaussian derivative �lter

FIGURE 7
Validation of spatial resolution using a standard USAF resolution
test target for three working distances (WD): (A) �eld intensity
reconstructions of the target; and (B) cross-sectional intensity pro�les
of groups 0 (G0), 1 (G1), and 2 (G2). Zoomed-in cut-out sections
are included for visualization of G2 in each WD. The determined
resolutions for each WD are approximately 12.7, 9 and 5 lp/mm for
200, 500 and 1,000 mm, respectively.

FIGURE 8
Validation of reconstructed depth-of-�eld (DOF) using a contrast
target at each WD: (A) �eld intensity reconstructions at three OH
positions; (B) 1D intensity pro�le plots of the line pairs; and (C) a plot of
the quanti�ed degree of focus. The legend in (B) delineates the
OH distances from the focal plane. The degree of focus is quanti�ed
for each position from the focal plane by a Gaussian derivative �lter,
and the results are curve �tted by a Gaussian function. The determined
DOF’s for each WD are approximately 10, 50 and 360 mm for 200,
500 and 1,000 mm, respectively.
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and curve �tted with a Gaussian function. The DOF, which is
twice that of the half-width at half-maximum (HWHM), is
computed for each WD to be approximately 10, 50 and
360 mm for 200, 500 and 1,000 mm, respectively.

3.2.3 Temporal stability
As discussed in Section 2.3.2, both transient and steady-state

disturbances are characterized for validation of stability. The testing
target is chosen to be a mechanically rigid arti�cial sample with
negligible time-varying behaviors. Considering the variety of
positioning requirements for in-situ metrology, the stability of the
system will be validated for two setup con�gurations, �rst with a pitch
angle of 0° (forward), and second with a pitch angle of 90° (top-down).
Given the structural design of the mechanical positioner, the external

disturbances have a varying effect on the stability of the system
depending on the measurement orientation. For simplicity,
throughout this section, the �rst setup con�guration will be referred
to as forward optical head (FOH), and the second as downward optical
head (DOH). The results are shown in Figure 9, where Figures 9A, B
display the FOH and DOH con�gurations, respectively.

Short-term stability validations are shown in Figure 9C. This set of
measurement considers mainly transient disturbances and is done by
computing the mean optical phase distribution in a recorded video.
The video is approximately 30 s long and contains 300 frames of the
extracted optical phase. As seen from the plot, the FOH con�guration
proves more stable than DOH since it deviates between [�3.7�, 1.7�],
compared to [�0.9�, 23.5�] from DOH, and the mean slope of
deformation is lower. Therefore, setup can only be used as long as
the relative displacements are of interest. For example, in the
measurement of vibration mode shapes, the transient disturbances
will only affect the absolute displacements and not the relative mode
shape which can be correctly quanti�ed as long as a known �xed
boundary point is within the reconstructed �eld.

Long-term stability validations are shown in Figure 9D. This
set of measurement considers mainly steady-state disturbances
and is done by studying the decorrelation of speckles in DE
holograms, as described in Section 2.3.2, as long as the
reference hologram is unchanged for the complete measurement
dataset. The degree of speckle decorrelation is computed by solving
for the magnitude of the modulus of complex coherence coef�cient
during a time lapse measurement that lasts 4 h. As seen from the
plot, the mean coherence factor computed for FOH is linearly
decreasing at a slope of approximately � 0.14/hour and was higher
than 0.5 in general throughout the �rst 2.5 h. The mean coherence
factor computed for DOH is relatively linear and above 0.5 for the
�rst 0.5 h and then drops to approximately 0.2 for the remainder of
the measurements. Therefore, applications requiring time lapse
measurements of steady-state phenomena, such as vibrations and
acoustics, for longer than 30 min will require the FOH setup.

4 Representative results

4.1 Vibration measurements in aerospace
turbomachinery components

Understanding the frequency response of a dynamic system is
critical in the aerospace industry for characterizing the performance
and behavior of turbomachinery components. The information that
is recovered is crucial for predicting a component’s response to
particular dynamic loads such as high-pressure rapid currents of air
and random turbulence. Optical techniques such as Digital Image
Correlation (DIC), Electro-Speckle Pattern Interferometry (ESPI)
and Stetson holographic interferometry have been thoroughly
exploited for use in the aerospace industry (Stetson, 1978;
Pryputniewicz and Stetson, 1990; Stetson and Weaver, 2011).

4.1.1 Turbine blades with complex geometries
A particular interest in the �eld is the measurement of leading and

trailing edges of a turbine blade. For such blades with complex
geometries, it is challenging for most conventional techniques given
the variability of measurement sensitivity that arises from a highly

FIGURE 9
Validation of temporal stability: (A) �rst con�guration studied
named forward optical head (FOH); (B) second con�guration studied
named downward optical head (DOH); (C) short-term validation by
mean optical phase throughout a 30s recording; (D) long-term
validation by time lapse characterization of speckle decorrelation with
a plot of the mean |�| calculated for every lapsed frame for both FOH
(black) and DOH (red). Long-term measurements were recorded once
per minute for 4 h, and the 2D |�| �eld is shown at speci�c instances,
with the colormap following the color scale to the right.
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diversi�ed surface normal vector. A solution previously used is the
placement of a mirror to inspect both edges with maximized sensitivity
in each. In DIC and ESPI methods, if the DOF is not high enough to
cover both projections, at least two exposures must be taken for each
edge due to their dependance on the projection of the object plane onto
the sensor plane via a positive lens con�guration. In lensless digital
holography, the numerical focusing capabilities allow for the
instantaneous reconstruction of �elds at the leading and trailing edges.

4.1.1.1 Setup con�guration for sensitivity optimization
With the placement of a mirror, lensless digital holography can

be used to instantaneously reconstruct the �elds at leading and
trailing edges of a turbine blade with complex geometry. The
experimental con�guration can be seen in Figure 10, with a
schematic visually describing the optimization of the sensitivity
vector in Figure 10A, and the experimental con�guration in
Figure 10B. The sample is a titanium alloy aerospace compressor
blade with approximate dimensions of 40 × 65 mm2. The sample is
loaded using a PZT shaker with a frequency range of 0–20 kHz. It
can be seen from the con�guration that the leading edge must �rst be
aligned with respect to the OH such that the sensitivity is
maximized. The mirror is then placed at a speci�c position and
angle so that a mathematic virtual object is created within the FOV
of the reconstructed �elds as well as having the sensitivity along the
trailing edge maximized.

4.1.1.2 Instantaneous measurements of leading and
trailing edges

The results for instantaneous vibration measurements of leading
and trailing edges of turbine blades with complex geometries are

displayed in Figure 11. Time averaged holograms as well as vibration
deformations are shown for excitation frequencies of 2.49, 4.16, and
8.84 kHz in Figures 11A, B, and Figure 11C, respectively. For each
frequency, the time averaged holograms are shown for the
reconstructed �elds at the leading and trailing edges in the �rst
two columns. The third column displays the quanti�ed deformation
plot from the DE holograms. It can be seen when comparing the data
between unoptimized and optimized regions of the trailing edge that
the alignment of the surface normal vectors with respect to the
sensitivity vectors of the holographic system is crucial to obtaining
high quality results with low SNR.

4.1.2 Complete mode shape analysis of large
aerospace rotors

The individual blade that was tested with in the previous section
is one of multiple that form part of a turbomachinery component
called a rotor. In the aerospace industry, aside from characterizing
the individual mode shapes of each blade, the measurement of a
complete rotor is of high interest. Characterizing the mode shape of
a rotor provides an understanding of the dynamic behavior of the
entire assembly and is especially important in the avoidance of
superimposed resonance in which every individual blade resonates
with the same loading frequency.

4.1.2.1 Stitched time averaged holograms of rotor
mode shapes

The sample used is a testing rotor for which the source, model,
and measured data such as loading frequency and displacement data,
among other parameters, are omitted due to nondisclosure
agreements. The sample was loaded with the use of a PZT shaker

FIGURE 10
Con�guration of OH setup and alignment for sensitivity optimization in leading and trailing edges: (A) schematic of setup depicting the geometrical
con�guration for maximizing sensitivity vectors in each edge; and (B) realized con�guration with real turbine blade sample. The mirror is placed at a
particular location and orientation such that a virtual object of the back of the turbine blade is created within the system’s FOV and the sensitivity is
maximized at the trailing edge.

Frontiers in Photonics frontiersin.org10

Ruiz-Cadalso and Furlong 10.3389/fphot.2024.1351744

https://www.frontiersin.org/journals/photonics
https://www.frontiersin.org
https://doi.org/10.3389/fphot.2024.1351744


attached to a particular location around the rim. The mode shapes
for two frequencies were acquired for the complete rotor by
recording multiple holograms which are subsequently laterally
stitched to cover for the large size of the rotor. Each
measurement is taken using the same frequency, and the OH is
moved with the use of the mechanical positioner. The results are
shown in Figure 12. Figure 12A displays the experimental setup
depicting the OH and the rotor component. A reconstructed
intensity image of the entire rotor blade is shown in
Figure 12B. In order to enhance the FOV as necessary, a
compound lens con�guration with an effective focal length
of �13.6 mm was used, as described in Section 2.3, and the
illumination angle and uniformity was provided by a 50° top-
hat diffuser. However, due to limited spatial frequency from the
CCD sensor, the short fringe spacing is not able to be captured with
the enhanced FOV. Therefore, individual blade mode shapes are
measured and stitched together. The stitched representative
measurements of the rotor’s mode shape are shown in
Figures 12C, D.

4.2 Transient thermo-mechanical
deformations in heat sinks

Heat sinks are crucial components to thermal management systems
and are vital to various industrial applications, particularly in electronics
and manufacturing. The thermo-mechanical deformations that these
components endure are a direct consequence of the interactions
between thermal effects and mechanical forces within the heat sink’s
�ns, leading to alterations in their structural integrity and performance.
A speci�c area of interest is gaining a comprehensive understanding of
the deformations occurring within the �n structures themselves.
Therefore, characterizing these deformations and their impact on the
overall performance of the heat sink is vital for optimizing thermal
management strategies and ensuring the ef�cient operation of electronic
components.

4.2.1 Experimental con�guration
The sample used for this experiment is an aluminum heat sink

designed for packaged electronics. The experimental con�guration is
shown in Figure 13, along with intensity reconstructions focused on
different planes throughout the length of the heat sink �n. In the

FIGURE 11
Instantaneous vibration measurements of leading and trailing
edges for three frequencies: (A) 2.49 kHz; (B) 4.16 kHz; and (C)
8.84 kHz. For each frequency, the time averaged holograms of the
leading and trailing edges are shown, as well as the strobed
vibration deformations quanti�ed. As seen, the matching of the
direction of sensitivity vectors to the surface normal is crucial for
obtaining high quality results with low SNR.

FIGURE 12
Vibration measurements of large rotor blade: (A) experimental setup showing the OH and the rotor; (B) reconstructed intensity with enhanced FOV;
(C) stitched time averaged hologram for one frequency; and (D) stitched time averaged holograms for second frequency. The enhancement of FOV for
(B) was provided by a compound lens assembly with an effective focal length of �13.6 mm. Stitched measurements were conducted due to low spatial
resolution with the enhanced FOV. Frequency data as well as quanti�cations are not shown due to nondisclosure agreements.
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setup, as depicted in Figure 13A, the OH is aligned with respect to
the heat sink sample, which is attached via a thermal paste onto a
thermo-electric heater (TEH). The TEH is externally controlled
from software and has a temperature stabilization range of 0.1°C. An
infrared (IR) camera is used to inspect the temperature distribution
throughout the length of the heat sink, and thus, is placed in
perpendicular fashion. Figures 13B, C, and Figure 13D show the
reconstructed intensities of the heat sink from a single phase-shifted
hologram numerically focused on the front-plane, mid-plane, and
back-plane of the heat sink, respectively.

4.2.2 Interior thermal expansions in a heat sink �n
Transient thermal deformations are measured throughout the

interior surface of a heat sink �n, as shown in Figure 14. The
experimental procedure consists of thermally loading the heat sink
by increasing the top surface temperature of the TEH, where the
sample’s bottom surface is thermal pasted, from 25 to 27°C.
Throughout the temperature increase, a video of the optical
phase is recorded at approximately 10 fps. A selected number
of frames throughout the measurement are shown in Figure 14A,
alongside the temperature �eld quanti�ed by the IR camera. The
DE holograms are divided into multiple sections at different
distances along the heat sink �n and are each individually
numerically reconstructed and unwrapped to compute the
fringe-locus function, ��i. Each of the �elds are stitched
together in the Z-direction, as shown in Figure 14B, for each
selected time step.

4.3 Acoustic deformations for the study of
hearing mechanics

Acoustics play a fundamental role in the �eld of hearing
mechanics, where the intricate interaction between sound waves

and the human auditory system is extensively studied.
Understanding the acoustically induced deformations within
the human ear is pivotal for advancing comprehension of
hearing mechanisms and the diagnosis of auditory disorders.

The pinna plays a crucial role in the initial stages of sound
capture and localization within the hearing process and has a
direct relationship with the frequency response of the auditory
system. Therefore, characterizing the acoustical response leads to
further understanding the performance of the ear in areas such as
directionality detection and speech perception, as well as
contributing to the design of hearing assistive devices.
Additionally, measuring the acoustical response of both the
front (anterior) and back (posterior) of the ear is of interest
and has practical applications, for example, in hearing device
design, binaural hearing research, and audiological assessments,
contributing to our understanding of how the ear processes
sound in various listening scenarios.

4.3.1 Instantaneous anterior and posterior
measurements of a synthetic pinna

The test sample is a synthetic left pinna with anthropometric
concha and ear canal made of soft silicone material. The sample
was designed and fabricated to resemble the human pinna both in
structure and performance to aid in the development of supra-
aural and circum-aural earphones. Therefore, the frequency
response and acoustic characteristics of this sample closely
mimic that of a real human pinna. The results are shown in
Figure 15. Figure 15A shows the experimental con�guration
used for these measurements as well as results. An acoustic
speaker with a frequency range of 0–20 kHz is placed on the
top surface of the optical table and below the sample. A mirror
is placed behind the sample at a particular position and orientation
such that the posterior of the ear is projected within the FOV of the
holographic system.

FIGURE 13
Setup for lensless holographic reconstructions of the interior of a heat sink: (A) experimental con�guration with OH, heat sink, IR camera, and
thermo-electric heater (TEH); and reconstructed intensities of the heat sink �n numerically focused on the (B) front-plane; (C) mid-plane; and (D) back-
plane. The TEH is externally controlled through software and is used to increase the temperature in the heat sink. The IR camera is used to monitor the
temperature distribution throughout the measurements.
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Acoustically induced deformations on the synthetic pinna are
measured in full-FOV. The reconstructed intensity of the anterior of
the sample is shown in Figure 15B, and that of the posterior is shown
in Figure 15C. The sample was stimulated with the use of the
acoustic speaker at 350 Hz, and the deformation �eld for both
anterior and posterior sides are instantaneously measured, as
shown in Figure 15D.

5 Discussions

The multifaceted capabilities of lensless DHI have been
exploited over a broad spectrum of measurement and loading
conditions, both transient and steady-state. The instantaneous
reconstruction of a �eld at any given distance has been applied

to a variety of applications, from aerospace to thermo-mechanics,
and hearing mechanics. In aerospace, the instantaneous vibration
measurements of turbine blade leading and trailing edges were
demonstrated by optimization of the sensitivity vectors using a
mirror. Additionally, time averaged holograms are shown for large
FOV turbomachinery rotors. The �ns of heat sinks are often long
parts which individually undergo thermo-mechanical deformations,
and with the use of lensless DHI, various �elds throughout a single
�n were reconstructed and stitched together to study the effects of
thermal loads. Lastly, acoustically induced vibrations of anterior and
posterior areas of a synthetic pinna with anthropometric concha and
ear canal are instantaneously quanti�ed.

The results presented in this paper serve as a representative
demonstration of in-situ metrological capabilities of lensless DHI
given speci�c measurement and loading conditions over various
applications. Nevertheless, it is important to note that some
discussed metrological challenges were not formally addressed in the
applied measurements. These measurements were conducted under
controlled environmental conditions that, while suitable for this
investigation, may not fully re�ect the stringent stability
requirements typically demanded by in-situ and industrial
metrology. Furthermore, the large rotor blade measurements were
constructed from stitched time averaged holograms of each
individual blade. This approach was necessitated by the spatial
resolution limitations of the CCD sensor, which, due to the
enhanced FOV, could not suf�ciently capture the short fringe
spacing for every blade separately. The transient thermo-mechanical
deformation measurements were especially challenging due to large
absolute deformations that introduced a high degree of speckle
decorrelation. Despite the aforementioned discussion points, this
paper underscores the potential of lensless DHI in industrial
applications while also acknowledging the need for further research
and advancements.

Related work in this area is continually exploiting the capabilities
of new and advanced holographic methods. As mentioned
previously, temporal instability is a signi�cant challenge for DHI
within industrial settings, and this could be overcome with
innovative phase retrieval methods such as single-shot dual-
wavelength (Wang et al., 2016), space-time paradigm (Wang
et al., 2023), parallel phase shifting (Du et al., 2023), optical
vortex phase shifting (Qiu et al., 2023), and deep neural networks
(Aleksandrovych et al., 2023), among others. Furthermore, the
ability to instantaneously reconstruct the optical �eld at any
given distance can be automated with advanced algorithms
(Memmolo et al., 2011). At the reconstructed image, the DOF
is a vital parameter in acquiring high-quality phase data in
complex-shaped objects, and techniques are being investigated to
further enhance it (Ferraro et al., 2005). Different areas within
recording and processing of digital holographic information need
to be explored to further enhance its metrological capacity as applied
to a wide range of industrial sectors.

Capabilities that are vital for in-situ and industrial metrology
have been demonstrated with lensless DHI. The complex
metrological challenges have been systematically addressed and
the representative results from this paper showcase the unique
attributes of this technology as applied to in-situ NDT, real-time
imaging, and industrial quality control. As lensless DHI continues to
evolve and innovative methodologies are developed, it emerges as a

FIGURE 14
Thermo-mechanical deformations of heat sink shown for
timestamps 0s, 9s, 15s, 21s, and 36s: (A) optical phase from DE
holograms along with temperature �elds from IR camera; and (B)
deformation measurements stitched from individually
reconstructed �elds at various distances from the front to the back of
the heat sink. Due to short-term instabilities and disturbances, the
deformations are measured relative to the front-plane, and thus, are
not regarded as absolute.
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formidable contender capable of meeting particular demands of
industrial applications.
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FIGURE 15
Acoustically induced vibration deformations in a synthetic pinna: (A) experimental con�guration depicting the OH, the pinna, an acoustic speaker as
the loading mechanism, and the mirror for posterior measurements; (B) reconstructed intensity of the pinna numerically focused on the anterior; (C)
reconstructed intensity numerically focused on the posterior; and (D) quanti�ed vibration deformation of both sides of the pinna overlayed on the
intensity image. The pinna was acoustically loaded at 350 Hz.
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