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Background: Laser-Doppler Vibrometry (LDV) is a laser-based technique that allows
measuring the motion of moving targets with high spatial and temporal resolution.
To demonstrate its use for the measurement of carotid-femoral pulse wave velocity,
a prototype system was employed in a clinical feasibility study. Data were acquired
for analysis without prior quality control. Real-time application, however, will require a
real-time assessment of signal quality. In this study, we (1) use template matching and
matrix profile for assessing the quality of these previously acquired signals; (2) analyze the
nature and achievable quality of acquired signals at the carotid and femoral measuring
site; (3) explore models for automated classification of signal quality.

Methods: Laser-Doppler Vibrometry data were acquired in 100 subjects (50M/50F)
and consisted of 4-5 sequences of 20-s recordings of skin displacement, differentiated
two times to yield acceleration. Each recording consisted of data from 12 laser beams,
yielding 410 carotid-femoral and 407 carotid-carotid recordings. Data quality was visually
assessed on a 1-5 scale, and a subset of best quality data was used to construct an
acceleration template for both measuring sites. The time-varying cross-correlation of the
acceleration signals with the template was computed. A quality metric constructed on
several features of this template matching was derived. Next, the matrix-profile technique
was applied to identify recurring features in the measured time series and derived a similar
quality metric. The statistical distribution of the metrics, and their correlates with basic
clinical data were assessed. Finally, logistic-regression-based classifiers were developed
and their ability to automatically classify LDV-signal quality was assessed.

Results: Automated quality metrics correlated well with visual scores. Signal quality
was negatively correlated with BMI for femoral recordings but not for carotid recordings.
Logistic regression models based on both methods yielded an accuracy of minimally
80% for our carotid and femoral recording data, reaching 87 % for the femoral data.
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same for the dicrotic notch waveforms in the local carotid case.

FIGURE 1 | CARDIS device in configuration to measure carotid-femoral (A) and local carotid PWV (B). (C,D) display representative tracings on the carotid (C) and
femoral (D) measuring site receiving a visual grading score of 1-5. Especially in the excellent tracings, the foot-of-the-wave waveforms are clearly visible, with the

TABLE 1 | The 5-levels grade scale taking values Q.

Quality score Q,is Quality Description

Score 1 Bad Acquisition with no evidence of repeatable features that may be linked to the detection of a pulse

Score 2 Poor Very noisy acquisition not suitable for analysis, but with identifiable pulses within the noisy trace

Score 3 Bordeline Acquisition affected by noise but presenting clear repeatable patterns. Advanced signal processing algorithms could
remove the noise and allow to detect the foot of the pulse wave with reasonable affordability

Score 4 Good Acquisition with sharp and pronounced peaks at the foot (and dicrotic notch), with relatively low noise levels between
successive pulse peaks

Score 5 Excellent Acquisition with very sharp and pronounced peaks at the foot (and dicrotic notch), with low noise levels in between the

peaks. Signals of textbook quality

up by averaging only the identified highly correlated epochs
(Figure 3D); (4) by adopting the same approach with the carotid
and femoral LDV-acceleration traces, the final carotid and
femoral “population templates” were obtained (Figure 4).
Template construction is based upon the definition of a
strategy to treat the issue of the different time length of single
epochs (intra-individual RR variability) (Jensen-Urstad et al.,
1997; Zhang, 2007) and the individual templates as well. Hence,
the time length of single epochs should be defined on the basis
of what the template should represent. In the case under study,
the carotid LDV-acceleration template longer than 350 ms will
include by construction the foot of the wave (first peak) and

the dicrotic notch (second peak). In this study, we speculate
that a carotid LDV template incorporating the second peak may
degrade in performance, as the distance between the two peaks is
(intra-individually and inter-individually) variable. In Figure 5,
carotid and femoral LDV-acceleration templates constructed for
different (predefined) time length are displayed. In detail, time
lengths of 300, 400, and 500 ms were considered for the femoral
LDV-acceleration template, and time lengths of 200, 400, and
600 ms for the carotid LDV-acceleration template. The impact
of the time length in the LDV template performance when used
for the automatic assessment of the quality of the CARDIS data
was evaluated.
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FIGURE 2 | An example of Cardis data. (A) shows the ECG signals, (B) shows the displacement signal, and (C) the corresponding acceleration signal.
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FIGURE 3 | Workflow detailing the construction of the template. lllustration of selection of good quality epochs using the correlation coefficient. (A) ECG signal with
detected R peaks, which are used to segment the acceleration signal into heartbeat epochs (B). After the correlation matrix analysis, only the good epochs are
maintained (D). In (C) the final individual template, calculated as the average of the good epochs, is displayed.

2.4.2. Template Matching and Beat Selection

The matching between the templates and the LDV-acceleration
traces in the CARDIS dataset was performed by applying
a local moving-window function calculating the Pearson’s
correlation coefficient between the LDV template and the 20 s-
long acceleration trace at each time step, as displayed in Figure 6.
The locations of peaks in the time series resulting from this
moving-window cross-correlation operation identify the time
instants where the sliding template is similar to a segment of the
LDV-acceleration trace.

Setting a threshold for the value of the cross-correlation
coefficient then demarcates the correspondence level above
which segments of the LDV-acceleration trace can be
considered similar to the template. Based on the set threshold
value, single segments corresponding to single heartbeats
in the LDV trace can be considered of sufficient or not
sufficient quality.

To further improve the identification of high-quality
heartbeats in the LDV recorded traces, two further selective
criteria were added. First, all the LDV-acceleration peaks
in the recorded trace with an amplitude lower than 80% of
the average peak amplitude were not considered. Then, if

two successive peaks were detected within a time window
shorter than 500 ms, the second peak was discarded and
only the first one was considered. The latter criterion was
adopted to avoid the dicrotic notch detection (second
peak), especially when the shorter carotid template was
used. An explanatory example of peak detection, presenting
the LDV-acceleration trace, the moving-window cross-
correlation function, and detected peaks are displayed in
Figure 7.

2.4.3. LDV Traces Classification Based on Template
Matching-Finding Threshold Values

The performance of the template matching algorithm in
classifying the quality of the CARDIS dataset was evaluated by
comparison with visual score classification, according to the
following scheme: acceptable heartbeat (label 1), corresponding
to Qyis values 4 or 5; not acceptable heartbeat (label 0)
corresponding to Qyis values 1 or 2. Signals with Qyjs-values of
3 are discarded in this analysis as these signals are difficult to
assign an absolute and correct classification (refer to discussion).
The template matching-based classification, as also mentioned
before, depends upon the threshold value for the moving-window
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correlation function and the number of detected heartbeats in the
LDV-acceleration trace, which have to be appropriately set.

In this study, we considered: true positive (TP) an acceptable
LDV trace (based on Qs classified by the template matching as
acceptable; false negative (FN) an acceptable LDV trace classified
by the template matching as not acceptable; true negative (TN)
an unacceptable LDV trace classified by the template matching
as not acceptable; false positive (FP) an unacceptable LDV trace
classified by the template matching as acceptable. On this basis,
sensitivity and specificity values of the classifier are defined as:

o TP
Sensitivity = —— (1)
TP + FN
and
TN
Specificity = ———— 2
pecificity TN+ P (2)

Sensitivity and Specificity were then used to build up the Receiver
Operating Characteristic (ROC) curves and their area under the
curve (AUC) was used to assess the performance of the classifier.
Moving-window cross-correlation coefficient threshold values
and the number of detected heartbeats yielding the highest AUC
were defined on the complete CARDIS dataset and this for each
one of the template lengths in time.

2.4.4. LDV Traces Classification Based on Template
Matching-Defining Quality Score and Testing on the
CARDIS Dataset
Once the best performing carotid and femoral templates time
length and the associated moving-window cross-correlation
threshold values were identified, a quality score (Qrm)was
estimated for each 20s LDV-trace recording, based on two
main features.

The first feature (Q;) is the number of the detected
acceleration peaks (fpeaks), normalized with the maximum
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FIGURE 5 | Left column (A,C,E): three different length of the femoral template; Right column (B,D,F): three different lengths of the carotid template.

expected number of peaks or heartbeats in the 20s LDV-trace
recording (maxpe,ks). This value was empirically set equal to 26 to
ensure a maximal feature value of 1 in the investigated database:

Npeaks
MaXpeaks

Q= (3)

The second feature (Q) is defined as the average time delay
between the occurrence of a maximum value of each LDV-
acceleration epoch in the recorded trace and the occurrence of the

peak value on the template (dpeqr, ), normalized to the template
time length (N):

n K
Znialks (1 - dpe%

MaXpeaks

Q= (4)

When the peaks in the template and in each LDV epoch are
all perfectly aligned, and when all the peaks in the LDV-trace
are detected (i.e., Q; = 1), feature Q; is equal to 1, indicating
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FIGURE 6 | The template matching algorithm is shown. The chosen template (displayed in the middle row of the figure) is iteratively correlated with the acceleration
signal to get the cross-correlation function. In that function, the appropriate peaks are then identified.

good quality of the LDV trace recording. The final score based
on template matching can be computed as the mean value of the
partial scores Q; and Q;:

1
QM = E(Ql +Q) (5)

By construction, the score Qry was set up so that the value is
within the range [0,1] (with Qrym = 0 representing the worst
possible signal quality and Qv = 1 indicating that the signal is
of excellent quality). Qrm was calculated for all the traces in the
CARDIS database and compared to the corresponding assigned
visual score Qyis, which is treated as the ground truth.

2.4.5. A Logistic Regression Model for Signal
Classification Based on Template Matching

Qrm Was a heuristically derived quality metric with equal
weighting on the sub-components. Now we use logistic
regression models to find a better weighting of the contributions
of Q; and Q», and automatically map this to a predicted quality
of the signal. Logistic regression models are chosen since they can
be well applied to binary classification problems and are typically
used in medical research (Dominguez-Almendros et al., 2011;
Austin and Steyerberg, 2012; Nick and Campbell, 2012) when
a two-class classifier is required. These predictions were then
compared to the ground truth labels (given by the visual scores).

Logistic regression models were trained and tested with the
two template-matching derived scores (Equations 3 and 4) as
features, on both carotid and femoral LDV-acceleration traces.
For this purpose, again the LDV traces visually scored with Qy;s
equal to 1 or 2 were labeled 0, and LDV traces visually scored
with Qyis equal to 4 or 5, were labeled 1. Again, signals with a
Quis score of 3 were not included in the analysis.

The data available in the CARDIS database was split such
that 80% was used for training the logistic regression model
and the remaining 20% used for testing purposes. The training-
testing set partition was randomly iterated 1,000 times while
storing the model accuracy every iteration, so that the overall
accuracy distribution of the logistic regression model approach
could be assessed.

Of note, all features used to train logistic regression
models were normalized via standardization. This allowed
the logistic regression-model coeflicients to be interpreted as
the corresponding feature weights, granting information about
which feature was most influential in labeling an LDV trace.

The accuracy distributions of logistic regression models
trained on template-matching and the later discussed matrix-
profile derived features were evaluated.

2.5. Matrix Profile

The matrix profile is a data structure that annotates a time
series (Yeh et al., 2018; Zhu et al., 2020). It allows for exact,
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simple, and fast (Zhu et al., 2017b) similarity search or discord
discovery and is among the state-of-the-art techniques in the
field of discrete time-series analysis (Zhu et al., 2017a; Madrid
et al., 2019). The matrix profile has been used in processing
biological signals like EEG (Mueen et al., 2009), ECG, and gait
cycles (Zhu et al., 2020). It was applied in this study to accurately
identify recurring waveforms in the LDV-acceleration data. Every
such waveform is a subsequence of the original sequence or
time series. These subsequences, taken together, are collectively
called a motif. We gauged the quality of an LDV-measurement
via several features determined by its best motif. The strength
of the matrix profile lies in the fact that it does not require a
template or other input parameters except for the length m of the
desired motif subsequences. Analogous to the template matching
analysis, waveforms were subsampled to 1 kHz. We set m to 200
ms, similar to the optimal length of the template described in
previous sections.

2.5.1. Signal Classification Based on the Matrix
Profile

A quality metric (Qpmp) was constructed based on three features
of the matrix profile-generated motif as seen in Equation (6).
This metric was constructed so that its possible values lie between
0and 1.

(6)

Qwmp = Amp tgmp 1MP

The first feature used in calculating (Qup) is the average relative
maximum amplitude of a subsequence in the motif (Amp)

computed as in Equation (7). The maximum amplitude of
subsequence A was compared with the maximum amplitude
of the reference subsequence A This reference is the first
subsequence identified by the matrix profile (the minimum of
the matrix profile) and subsequently included in the motif.
In good quality measurements, most maximum amplitudes of
subsequences in the motif were similar.

1 Nmtf

A

Avef

Nmtf —1

7)

The second feature, the average relative time-instant of the
subsequence peaks in the motif (fq)p), is computed as in
Equation (8). The time-instant of the subsequence peak was
compared with that of the reference. This value was then
normalized over the length of the subsequence m. Ideally, all
subsequences in the motif represent the same heartbeat-related
waveform with peaks at similar time instants. For poor quality
signals, these time instants tended to randomly vary over the
length of the subsequence.

Nmtf

1
tamp = — » (1 — ®)
Mmef =

dpeak )
m

Finally, the third feature (nyp) was calculated as the expected
amount 7exp vs. the effective amount np,s of subsequences in
the motif, shown in Equation (9). 71ex, was estimated based on a
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FIGURE 8 | Example of one signal being scored by the features that are derived from the Matrix-Profile-identified motif. The amplitude feature of one subsequence is
shown in the upper figure, the reference is indicated with a red square. The time-instant of subsequence peak feature is shown in the lower figure where all
subsequences shown in the upper figure are time-aligned. The signal score is shown in the upper left corner of the upper figure. The visual score of this signal is 4.

discrete-Fourier-transform analysis of the entire signal recording.
More specifically, the peak corresponding to the heartbeat during
the measurement was identified as the most prominent peak
in the signal spectrum, in the range 0.5-1.5 Hz. The effective
amount of subsequences in the motif n,,¢ was based on how
many heartbeats the matrix-profile technique was able to pick up.

9)

Before a subsequence is included in the motif, three criteria
decide the inclusion: (1) If a subsequence maximum amplitude
was lower than 0.8 times the reference maximum amplitude
it was excluded from the motif. (2) If the time instant of
the peak deviated 30 ms or more from that of the reference,
the subsequence was also removed from the motif. (3) If two
subsequences were closer than 0.8 times the expected time delay
between two subsequent heartbeats, the one with the lower
matrix-profile value (higher similarity to the reference) of the two
was preserved, the other was removed. The applied thresholds
levels were determined empirically from excellent and poor
quality signals.

Figure 8 shows an example of a signal being scored by first
finding the motif so that as many heartbeats as possible are
present within it, then calculating the features of that motif.
Both the relative amplitude and time-instant of subsequence
peak features of one subsequence in the motif are indicated in
the figure.

The auto-generated matrix-profile-based quality metric was
computed for all carotid-carotid and femoral-carotid datasets
and results were compared to the visual scores.

2.5.2. A Logistic Regression Model Based on the
Matrix Profile

Similar to template matching, we also designed logistic regression
models using the previously discussed matrix-profile derived
features. These models allow for more freedom in weighting
the features to come to a better classification result. Models

were trained and tested on the three features mentioned above.
Signals were labeled and available data was split into training
and testing sets analogous as in the previously discussed
template-matching case.

2.6. Relation Between Signal Quality and

Physiological Variables

Finally, we investigated the existence of possible associations
of quality of the LDV-acceleration traces with age, body mass
index (BMI), and systolic blood pressure. The statistical analysis
was performed using Qump as a quality score variable. In
detail, the existence of a linear correlation was tested using the
Pearson-correlation coeflicient on both CC and CF datasets, with
data analyzed per handpiece. For all analyzes, significance was
assumed for p < 0.05.

3. RESULTS

3.1. Visual Scoring

3.1.1. Carotid-Carotid Measurements

By visual inspection, about 12% of all LDV-acceleration traces
were qualified as bad and close to 30% as poor (Figure 9B). This
implies that about 42% of the recorded LDV traces were evaluated
to not be of sufficient quality for further analysis. About 22%
of all recordings were scored from good to excellent and are
deemed suitable for further analysis. About 37% of the traces
were visually scored borderline, i.e., these traces might be of
sufficient quality for further analysis with advanced processing.
The number of LVD traces scored with Qyis 4 or 5 and recorded
using handpiece 2 was higher than the number using handpiece
1. For handpiece 1, channel 1 scored almost systematically very
low; the best channels were channels 3 and 4. For the second
handpiece, the best channels were channels 2 and 3.

3.1.2. Carotid-Femoral Measurements
The bottom row of Figure 9 illustrates that, concerning femoral
LDV-acceleration traces (handpiece 1), 20% of all recordings
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TABLE 2 | Confusion matrices of signal classification done by the hand-engineered classification model constructed with template matching.

Template of 200 ms

Template of 400 ms

Template of 600 ms

Carotid recordings TM score 0(%) TM score 1(%) TM score 0(%) TM score 1(%) TM score 0(%) TM score 1(%)
Score 1 97 3 97 3 97 3
Score 2 86 14 86 14 82 18
Score 3 58 42 55 45 44 56
Score 4 29 71 30 70 15 85
Score 5 8 92 19 81 6 94

Signals classified in this table were measured at the carotid and the templates used were the carotid population templates.

were qualified as bad, and another 32% as poor, meaning that
over 50% of all recordings is not usable for analysis. About
15% of the measured signals get a score good to excellent,
deemed immediately suitable for analysis. The best channels are
channels 3 and 4 with 21.9% (beam 3) and 19.5% (beam 4)
of the recordings good to excellent. For handpiece 2 (carotid
recordings), about 20% gets a score good to excellent. This is less
than what was obtained for handpiece 2 for the carotid-carotid
recordings, where close to 25% of all recordings were rated good
to excellent. On the other hand, less signals received grades 1 and

2. The best channels are channels 4 (24.9%) and 5 (24.1% of the
recordings scoring good to excellent).

3.2. Template Matching

3.2.1. Carotid-Carotid Measurements

From the analysis carried out on the complete CC dataset,
it emerged that using the carotid template of 200 ms length
guarantees the best performance in terms of specificity, setting
the cross-correlation threshold to 0.74 and the minimum number
of detected heartbeats per trace to 15 (AUC = 0.89, sensitivity
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FIGURE 10 | Quality score comparison between visual score and the template-matching-derived and matrix-profile-derived. Subfigures (A,C) display the score based
on the template matching and (B,D) quality score based on the matrix profile.

74%, specificity 89%; template of 400 ms length: AUC = 0.89,
sensitivity 81%, specificity of 83%; template of 600 ms length:
AUC = 0.92, sensitivity 87%, specificity 86%). For each template
length, the corresponding confusion matrix is presented in
Table 2. The adoption of specificity for the evaluation of the
performance of the template matching strategy was dictated
by the need of maximizing the removal of LDV traces with
inadequate quality. More in detail, it emerged that in general, the
template matching performed excellently in correctly classifying
visual scores 1 and 5, while accuracy decreased for visual scores
2 and 4 (Table 2). Interestingly, using the shorter template length
of 200 ms led to a score of 42% of the LDV acceleration traces
visually scored 3 (borderline) as acceptable data.

The level of agreement obtained between Q1) and Qi on the
CC recordings dataset, with template matching adopting a 200
ms template length, is presented in Figure 10. This suggests that
the median of the Q) values, computed on traces that have a
Quis = 3, could be adopted as a threshold value for the automatic
quality checking of an LDV trace (i.e.,, in the case under study,
traces with a Qry > 0.5 could be considered of adequate quality;

note that, manually setting these thresholds is not required for
the logistic regression models since this is implicitly learned in
the training).

The accuracy distributions of logistic regression models
trained on quality scores derived from template-matching are
displayed in Figure 11. On average, the accuracy on traces
acquired using handpiece 2 is higher than handpiece 1 (85 +
1.6% and 80 £ 1.70%, respectively; the results are summarized
in Table 4).

3.2.2. Carotid-Femoral Measurements

From the analysis carried out on the complete CF dataset,
it emerged that using the carotid template of 500 ms length
guarantees the best performance in terms of specificity, setting
the cross-correlation threshold to 0.56 and the minimum number
of detected heartbeats per trace to 10 (AUC = 0.89, sensitivity
77%, specificity 92%; template of 400 ms length: AUC = 0.88,
sensitivity 76%, specificity of 91%; template of 300 ms length:
AUC = 0.87, sensitivity 72%, specificity 92%). The confusion
matrices are shown in Table 3 for each template.
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FIGURE 11 | Accuracy distributions for 1,000 random train-test set partitions and subsequent logistic regression models trained. The accuracy distribution is shown
cumulatively through bar-charts with the equivalent Gauss-curve plotted on top of it. Subfigures (A=H) show this for CC HP1, CC HP2, CF HP1, and CF HP2 cases,
respectively.

TABLE 3 | Confusion matrices of signal classification done by the hand-engineered classification model constructed with template matching.

Template of 300 ms

Template of 400 ms

Template of 500 ms

Femoral recordings TM score 0(%) TM score 1(%)

TM score 0(%)

TM score 1(%) TM score 0(%) TM score 1(%)

Score 1 96

Score 2 91 9
Score 3 68 32
Score 4 33 67
Score 5 8 92

96
89
64
28
6

4 96 4
ih 91 9
36 65 35
72 27 73
94 7 93

Signals classified in this table were measured at the femoral and the templates used were the femoral population templates.

As for the carotid traces, the performance of the template
matching algorithm was based on the specificity values, in
order to remove the bad quality signals. More in detail, the
template matching strategy shows excellent performance for the
classification of visual scores 1 and 5 (accuracy of 96 and 93%,
respectively), while the accuracy decreases for class 2 and class
4 (91 and 72%, respectively). In the femoral case, the method
classified a majority of LDV traces with a visual score of 3
(borderline) as inadequate. Indeed, considering the template of
500 ms, the template matching method classified 65% of score 3
as inadequate signals and the other 35% (borderline)as adequate.

The level of agreement obtained between Qry and Qi
on the CF recordings dataset, using the 500 ms template
length, is shown in Figure 10C. The results indicate that
from the median Qry values scored Qs = 3, a threshold
value could be adopted for the automatic quality checking of
the LDV trace (i.e., in the case under study, traces with a
Qrm > 0.23 could be considered of adequate quality; again,

this threshold is not required when working with the logistic
regression models.)

The accuracy distributions of logistic regression models
trained on quality scores derived from template-matching are
displayed in Figure 11. On average, the accuracy on traces
acquired using handpiece 1 is higher than handpiece 2 (87 +
1.3% and 81 =+ 1.9%, respectively; the results are summarized in
Table 4).

3.3. Matrix Profile

On good quality data, i.e., those visually scored at 4 or 5, the
matrix profile technique was able to include nearly all heartbeats
in the motif. On poor quality data, the matrix profile was unable
to identify most heartbeats because of noise or artifacts in the
measurement. On some measurements that contain pure noise,
the matrix profile picked up random noisy waveforms that
were less prevalent and differed much compared to the desired
foot-of-the-wave waveform.
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TABLE 4 | The table contains the average performance of the logistic regression
models trained on features derived by both template matching and matrix profile
methods.

Template matching Matrix profile

Accuracy Average(%) Std(%) Average(%) Std(%)
Carotid-carotid hp1 80 1.75 82 1.64
Carotid-carotid hp2 85 1.63 88 1.63
Femoral-carotid hp1 87 1.31 86 1.43
Femoral-carotid hp2 81 1.96 85 1.71

Results are shown per handpiece of the measuring device. Average classification accuracy
and its SD are given.

3.3.1. Quality Metric Results

The signals measured at the carotid measuring site were given
a matrix profile-derived quality score that is compared with
their visual scores in Figure 10B. A positive, linear relation
between the two scoring methods is observed for the carotid-
carotid database. The same information is shown for the femoral
measuring site in Figure 10D. The difference between poor and
good quality signals is apparent. Signals with visual scores 1,
2, or 3 have significantly lower Qup than those with visual
scores 4 or 5.

3.3.2. Logistic Regression Models Performance
Figures 10C,D,H show the accuracy distributions of the
repeated logistic regression model-training experiment for
signals measured in the neck with the different handpieces.
All accuracy averages are above 80 with 82% (£1.64%) and
88% (£1.53%) for carotid-carotid recordings with handpieces 1
and 2, respectively. For carotid-femoral recordings, carotid data
recorded with handpiece 2 yielded an accuracy of 85%= 1.71%.
The distributions were assumed to be normally-distributed after
a Shapiro-Wilk test and thus the Gauss-curves are drawn onto the
subfigures of Figure 11.

The same data for the femoral data (measured with handpiece
1 during carotid-femoral recordings), is shown in Figure 11G.
Average accuracy of 86% with a SD of 1.43% is observed. All
accuracy statistics of the different measurement situations are
summarized in Table 4.

3.4. Signal Quality vs. Physiological

Variables

The results from the correlation analysis between QpP and age,
BMI, and systolic blood pressure are shown in Figure 12 for the
femoral data (carotid-femoral recording, handpiece 1; CF hpl)
and the carotid-carotid recordings with handpiece 2 (CC hp2)
showing the strongest trends. Significant negative correlations
were found between age and Qup for CF hpl (r = -0.253, P <
0.05) and CC hp2 (r = -0.365, P < 0.001). The correlation with
BMI (Figure 11B) was significant only for the femoral recording
(r = -0.304, P < 0.01) while the correlation with systolic blood
pressure was significant only for CC hp2 (r = -0.206, P <
0.05)(Figure 11C). In a multivariate regression model including
both age and systolic blood pressure, the correlation between

carotid signal quality and systolic blood pressure was no longer
significant (due to the correlation between age and systolic blood
pressure). In contrast, in a multivariate model of femoral signal
quality, both age and BMI remained significantly correlated with
signal quality. The same relations are found when repeating the
analysis with Quis or Qump (data not shown).

4. DISCUSSION

The potential of LDV for non-contact measurement of
physiological (cardiovascular) signals has been reported since
about 2000 in explorative studies (Pinotti et al., 1998; Morbiducci
et al., 2007a; Kaplan et al, 2012; Rohrbaugh et al, 2013)
making use of bulky industry-time devices, and the technique
has been suggested for measurement of carotid-femoral PWV by
De Melis et al. (2008). An important technological breakthrough
to enable LDV-based measurements in a clinical setting is the
use of silicon photonics to miniaturize and integrate the optical
components onto chips (Li et al., 2013) that are easily built-in
into hand-held devices as the CARDIS prototype used in this
study. That prototype was used in a clinical feasibility study
where measurements were performed on the carotid and femoral
artery, and we previously reported on the agreement of LDV-
based carotid-femoral PWV with a reference method (Marais
et al.,, 2019). In that article, data were processed off-line and
algorithms for foot detection relied on the ECG and gating was
applied on carotid and femoral tracings to ensure identification
of the correct characteristic points on the waveforms. Further
developments aim for ECG-independent measurements and
will require a more stringent quality assessment in real-time
application to ensure that data is captured from which transit
times can be derived. Unlike the CARDIS device, future versions
of the device will provide real-time feedback on signal quality
and valid measurements will only be accepted after a minimal
number of data samples have been retrieved from signals passing
predefined quality criteria. In this study, we explored two possible
strategies for such quality assessment, template matching and
matrix profile, and benchmarked them using visual scoring
as reference.

The visual grading was done by what we considered an
expert observer but is inherently subjective. The graphical user
interface that was developed showed all data within one single
window for reasons of efficiency but inevitably leads to a weighed
appreciation where data from different channels do get, to
some extent, a degree of relative scoring. This mainly applies
to the scores good (4)-excellent (5) where recordings of certain
channels could have likely received different rankings if they had
been individually assessed without the knowledge of the signal
on the other channels. This remark may also pertain to the
grade borderline. As future use of the device will target acquiring
the best possible signals in a given subject, we particularly
focused on signals graded 4 or 5. Figure9 provides a visual
overview of observed quality across the complete database. Each
handpiece of the device is equipped with 6 channels in line,
spanning 2.5 cm with the aim to have minimally one channel that
detects a strong signal. It is clear that channel 1 on handpiece 1
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systematically yields very low scores, which was attributed to a
hardware problem with the inadequate alignment of the optical
components during device assembly. For carotid measurements,
the middle channels 3 and 4 yielded the highest quality signals
(as expected), but this shifted to channels 2 and 3 for handpiece
2. Also, the overall signal quality was slightly higher for handpiece
2. We speculate that the use of the spacer underneath handpiece
1 may contribute to the difference in signal quality between
both handpieces. These data can be compared to the data
from handpiece 2 during carotid-femoral measurement, where
handpiece 2 is now equipped with a spacer (refer to Figure 9
for the measuring configurations). The mean signal quality is
now in the same range as it was for handpiece 1 on the local
carotid measurements. An extra factor, however, is the fact that
carotid-femoral measurements are technically more demanding,
requiring the simultaneous acquisition of signals at 2 distinct
locations. The same conclusions can be drawn on the basis of the
automatically calculated sores Qry and Qpp.

In essence, one very good to excellent channel recording on
each of the handpieces should guarantee a reliable transit time
estimation from one handpiece to the other. This was achieved
in 27% of the local carotid datasets and in 13% of the carotid-
femoral datasets mainly due to the suboptimal femoral recording
that is more challenging due to the fact that the operators have
to manipulate two sensors on two distinct locations as well as
the deeper positioning of the femoral artery leading to weaker
signals. That does not imply that the remaining datasets cannot
be processed (especially when the ECG is available; refer to
Marais et al., 2019) or that LDV would not be suitable as a
measuring technique; we just speculate that these results can be
drastically improved with real-time feedback on the signal quality
upon measurement.

The main objective of this study was to explore different
methods for an automated signal quality assessment, where we
first explored template matching. The template should minimally
contain the foot fingerprint of the wave, apparent on both the
carotid and femoral measuring locations. That pattern turned
out to be fairly robust across the tested population. Even though
the amplitude of acceleration signals was lower at the femoral
measuring site, the pattern of the foot is quite similar on both
measuring locations. A practical choice that has to be made is
the length of the template. For carotid signals, it may be relevant
to extend the template such that it also encompasses the dicrotic
notch. We preferred the shorter template of 200 ms (which does
not extend beyond the dicrotic notch) as the time delay between
the wave’s foot and the dicrotic notch is not constant but varies
in between subjects and also within one subject from cycle to
cycle due to physiological variations in blood pressure and heart
rate. The shorter template was found to result in a somewhat
higher specificity in correctly classifying poor signals, but overall,
the performance of the carotid templates with different lengths
was not very different, as can be observed from the confusion
matrix (Table 2). On the other hand, for the femoral artery, we
preferred the longest template of 500 ms which should detect
epochs characterized by one prominent peak, the foot of the wave,
followed by a long tail of low amplitude signals.

We then determined optimal thresholds levels for the
magnitude of the cross-correlation and the number of
detected beats using ROC analysis, whereby we maximized
the classification performance of a binary classifier on the basis
of QoM. In this exploratory study, that analysis was done on the
complete database and further optimizations should be done
on the used features and repeating the analysis with separate
training and testing data set. Using the resulting thresholds,
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the agreement between Qry and Quis was overall satisfactory.
The logistic regression model analyses learned that a template
matching approach is a valuable option to automatically classify
signal quality as acceptable or not acceptable with an accuracy of
over 80%.

As a second method, we considered the matrix profile
as a technique to identify recurring patterns in the LDV-
measurements in an automatic manner (Zimmerman et al.,
2019), with very few control parameters. The potential advantage
of a matrix profile approach over template matching is that no
prior knowledge is required on the shape of the signal feature
that one is looking for. Also, using the matrix profile allows the
generation of a “user-dependent” template in situ. Signal quality
was quantifiable using features of the motifs found by the matrix
profile and combined into the quality metric Qry, which showed
a good agreement with the ground truth of visual scores as can be
observed from Figure 10.

As for the template matching approach, the average accuracy
of a logistic regression model trained and tested on features
derived from motifs provided by the matrix profile technique
is in all cases higher than 80%. Overall, only relatively small
differences are observed between the two techniques. Both
techniques perform similarly well which suggests that both, or a
combination of the two, can be used for classifying new, future
data into “bad, unusable” or “good, usable.” This allows us to
state that a logistic regression model suffices, along with the signal
features and techniques that are considered, to accurately assess
incoming data in future real-time applications.

In our logistic model training, we purposely discarded datasets
visually labeled “borderline” (score 3) as these data were simply
hard to classify visually in an unequivocal way. That difficulty
is relatively well reflected in the values of the quantitative
metrics for these signals (Figure 10) and the performance of the
classifiers as quantified by the confusion matrix (Tables 2, 3).
Especially for the carotid artery, automated classification leads
to a close to fifty-fifty percent labeling of data as acceptable
or not acceptable. For the femoral recordings, there is a larger
tendency to classify signals with a visual score of 3 as not
acceptable. This is in line with our own perception that femoral
data may have received higher scores than carotid data of similar
quality and underlines the need for objective tools to score
signal quality.

Interestingly, the quality score, exemplified by Qump, correlates
negatively with age and especially with BMI when signals are
measured in the groin on the femoral artery. This observation
supports the operators impression that measuring good quality
LDV-signals on more obese subjects is consistently more
challenging. The deeper the positioning of the artery and the
more surrounding tissue, the stronger the signal attenuation.
Such relation with BMI was absent for neck recordings.
Also, skin inelasticity or thickness is expected to play a
role in the transmission of intra-arterial vibrations and likely
contributed to the observed negative correlation between and
signal quality at the carotid and femoral locations in the
study populations. The negative correlations between signal
quality and age for carotid-carotid recordings with handpiece
2 were less strong, and were not found for the other carotid

recordings (carotid-carotid handpiece 1 or carotid-femoral
handpiece 2 recordings). A possible explanation may be the
use of the spacer for these latter measurements, which may
mechanically interfere with the transmission of the vibrations
from within the artery to the skin and exert an effect on the
recordings. Overall, this effect is considered minor, but it may
nonetheless be a factor contributing to observed differences in
the recordings.

The CARDIS prototype has a laser wavelength of 1,550
nm which is insufficiently reflected by the skin. We, therefore,
attached retroreflective patches to the skin at the measurement
locations to enhance reflection. The next-generation prototype
aims for measurements without the retroreflective patch
to facilitate practical use. A wavelength of 1,300 nm, for
which there is a relative peak in skin reflectance (Rockwell
and Goldman, 1974), will be used but the impact of skin
pigmentation or sweating on data quality will have to
be investigated.

In this study, signal quality was assessed off-line on 20
s recordings. Future developments will focus on real-time
assessment of data quality as data is being captured and where
the considered techniques will be used for epoch detection
and subsequent quality quantification. Although a template-
matching approach has the benefit that prior knowledge can
be used to assess incoming data from the start, we assume
that both techniques provide similarly useful features and that
both are suitable for real-time implementation. It may be an
option to hybridize the two techniques to come to a stronger,
even more robust algorithm when implementing them into
the device.

5. CONCLUSION

In conclusion, template matching and matrix profiling are
methods suitable for the automated assessment of the signal
quality of acceleration data measured from the skin in the neck
and groin using laser Doppler velocimetry. Both methods allow
to identify epochs in a data stream and provide quantifiable
features that can be combined into a quality score or be used as
input for logistic regression models for automated classification
of signals as acceptable or not acceptable. Models based on both
methods yielded an accuracy of minimally 80% in our CARDIS
database of carotid and femoral recordings, reaching as high as
87% for the femoral data.
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